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 SECTION 1

OPERATIONAL OVERVIEW 

1.1 Overview and Operating Modes 

The Very Long Baseline Interferometry (VLBI) Science System provides support for spacecraft navigation performed by 
JPL and the Deep Space Network (DSN).  Observables for Delta Differential One-way Ranging (DOR or DDOR) 
experiments are the differential phases of the subcarrier or tones of a spacecraft communication signal and the correlated 
values from a nearby extra-galactic radio source, or Quasar, recorded at two complexes of the DSN.  The DSN VLBI 
processing Group and the DOR Subsystem are designed to enable accurate measurement of these observables and to 
deliver this data to the DSN Navigation System.  The Wideband VLBI Science Receiver (WVSR) is used to record data for 
Delta-DOR measurements.  The context of the WVSR within a DSN complex is illustrated in Figure 1-1 and described in 
the paragraphs below.  The receiver described in this document is a small H/W upgrade, but large firmware and software 
upgrade to the original WVSR. 
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Figure 1-1 WVSR in the FSP Subsystem 

 

The WVSR is the assembly in the Full Spectrum Processing (FSP) Subsystem that processes and records the open-loop 
data for Delta DOR. The WVSR takes in analog signals centered at 315 MHz that come to it via the Block V RF-to-IF 
down converters.  The WVSR filters and digitizes this signal, further down converts it and selects several portions of it with 
the use of narrow band digital filters.  The digital samples of these narrow band signals are time tagged and recorded for 
later processing.  Figure 1-2 shows how the incoming IF signals are processed down to the narrow band channels. 

The FSP is a DSN subsystem that supports various functions that make use of the Full Spectrum Receivers (FSRs).  
Presently these functions include Arraying, Radio Science Recording and VLBI recording for Navigation.  There are two IF 
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inputs to each WVSR rack.  A WVSR can use up to 16 channels shared between these two inputs.   The WVSR signal 
flow is shown in Figure 1-3. 
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Figure 1-2 WVSR Filter Processing 
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Figure 1-3 WVSR Signal Flow 
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1.2 Receiver Components 

 

Figure 1-4 shows a block diagram of the Phase II WVSR Assembly.  The diagram shows 3 major platforms which will run 
software and/or firmware.  The following subsections describe each of these platforms, the software and firmware that 
they support and the overall function that the software and firmware supports.  A detailed description of each of these 
hardware platforms and the firmware is contained in the WVSR Operations and Maintenance Manual (OMM - 867-
000069). 
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Figure 1-4 WVSR Functional Block Diagram 
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1.2.1 Intermediate Frequency (IF) Digitizer (IFD) 

The IFD is a custom build hardware platform which is responsible for converting the analog IF signal which comes from 
the FSP IF switch, to a digital signal, sampled at 1280 MSamp/sec.  The signal is then passed to the RSP through fiber 
optic cables.  The IFD contains monitor and control software which is compiled for the Rabbit Processor which resides on 
a module in the IFD.  This software is not being upgraded for Phase II. 

1.2.2 Real-time Signal Processor (RSP)  Computer 

The RSP refers to an Advanced Telecommunications Architecture (ATCA) chassis which contains a custom designed 
board known as the ATCA Processor Engine (APE).  This board contains several Field Programmable Gate Array (FPGA) 
chips and a Power Personal Computer (PPC) 440 Processor Chip.  The purpose of the RSP is to provide signal 
downconversion, filtering and tracking.  Firmware residing on FPGA chips on the APE boards provides real time signal 
downconversion by filtering and decimating the signal to a specified bandwidth and number of bits.  The gain of the filters 
is set to ensure proper scaling for the number of bits used.  The data is then read out of firmware registers for recording 
with software running on the PPC chip using the Direct Memory Access (DMA) engine.   

The RSP uses MontaVista Linux version 4.0.1, which provides  real time Operating System (OS) functionality.  Software 
processes on the RSP are written in C and cross compiled on a Debian Linux computer.  The RSP OS is loaded from the 
Data Processor and Controller (DPC) computer using a Network File System (NFS) mount when it starts up.  The RSP 
software consists mostly of drivers for the firmware.  Some of the functions of the Phase I VME Data Processor (VDP) are 
ported to the RSP such as the channelization and recording firmware and the firmware drivers. 

In Phase I, the RSP was used primarily as a Digital Down Converter (DDC).  Phase II utilizes the RSP for channel 
processing and filtering as well.  This means that firmware on the Converter (CNV) and Application Specific Digital signal 
processing (ASD) boards on the VDP is all ported to the RSP APE board.  Also, low level driver software and commands 
are ported from the VDP Real Time (RT) to the RSP PPC chip. 

1.2.3 Data Processing and Control (DPC) Computer 

The DPC is a SunFire x4250 multi-processor computer that runs the Debian Linux version 5.0.  This computer contains 
processes which are written in C, Python SQL and Bash Shell Scripting.  The DPC is responsible for providing a 
command interface, monitor data, real time signal models to the RSP, and a storage medium for recordings.  The DPC 
uses a RAID-50 disk configuration for recordings and allows data to be sent at an aggregate rate of at least 256Mbits/sec.   
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The DPC software is designed to make the best use of the OS.  For example: the Bourne Again Shell (BASH)  is used for 
command processing and Linux system logging is used to capture WVSR logs and events.  Some of the functions of the 
Phase I VDP are ported to the DPC such as the real time modeling software.  Some software, such as support libraries, 
only requires a recompile for the new DPC.  Other code, such as the script builder, WVSR directives, models and user 
interface are new software, based on components of the Phase I software. 

 

1.3 Software Components 

1.3.1 Introduction 

The Phase II implementation involves replacing a Sun computer and removing a Versa Module Eurocard (VME) computer 
chassis that existed in phase I.  The Sun Ultra II Data Processor (DP) is replaced with the SunFire X4250 DPC and the 
VDP is removed.  Software from the VDP had to be ported to both the DPC and the RSP.  All custom developed software 
is written in the C programming language unless otherwise stated. 

 

1.3.2 Software Processes 

Figure 1-5 is a diagram of the software processes in the Phase II architecture.  Software on the IFD remains unchanged, 
but a new set of software is developed for the DPC and RSP.  This software does not have a command parsing process. 
Instead, each command is a separate executable (or shell script, or python script, etc.) that performs a single, small task, 
then exits. This is made possible by the Linux Operating System in use on both the DPC and RSP processors. The task of 
command parsing is performed by the Bourne-Again Shell (BASH) native to this OS. The IFD continues to perform 
command parsing as it did in the Phase I WVSR.  
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Figure 1-5 WVSR Phase II Software Process Diagram 
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Some commands are need to perform coordinated operations on the DPC, RSP, and IFD. To support this, the DPC has 
the pass-through commands "ifd" and "rsp", and the RSP has the pass-through command "ifd". The arguments of these 
commands are executed as a single command on the specified processor. The standard output of the remote command is 
piped to the standard output and the exit status of the remotely executed command is used as the exit status. 

 

1.3.2.1 IFD Monitor and Control  

Monitor and control of the IFD is accomplished via network communication, from the DPC, to a RabbitCore RCM3400, 
module, manufactured by ZWorld. The monitor and control code is designed to provide an interface similar to the existing 
WVSR system. The RCM3400 module consists of a Rabbit 3000 microprocessor operating at 29.4 MHz, 512K static 
Random Access Memory (RAM), and 512K flash memory. The RCM3400 is programmed using ZWorld‟s Dynamic C, 
which is based on the C language.  

Once a socket connection to the Rabbit is established, exchanges consist of simple ASCII commands and responses. 
Human operators wishing to interact directly with the IFD can simply telnet into the unit. The IFD responds on both the 
standard telnet port (23), and a special reboot port (8000). Up to two connections on the telnet port and a simultaneous 
connection on the reboot port to the same IFD unit are supported. New versions of the IFD monitor & control software can 
be loaded to the Rabbit processor via ftp. The data flow across the connection consists of an ASCII, line-based, 
command/response protocol.  

For a detailed description of the IFD commands see the WVSR Operations and Maintenance Manual (OMM). 

 

1.3.2.2 RSP Processes 

APE  Driver 

The APE Driver provides access to the firmware memory map through a process that is compiled at the kernel level (a 
kernel object or .ko file).  This driver is intended to be simple and generic, so that a single instance is used by all 
developers. A Python program provides an automatic generation of a C header file which defines the firmware memory 
map as a C data structure.  This structure, coupled with the .ko file, provides developers the ability to code directly to the 
memory map in a simple fashion.   
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RSP Commands 

The RSP commands are C programs which each have a specific function and can be run by a user on a shell command 
line or run by another program using pipes.  These commands act as an individual firmware driver and include setting the 
Numerically Controlled Oscillator (NCO), channel configuration, filter gain and model insertion.  

RSP Flags 

The RSP flags process is called by monitor processes on the DPC to determine the status of the RSP.  

RSP Models 

This process runs persistently during any activity on the WVSR and provides real time models to the APE board firmware.  
Predictions of the frequency and phase of the signal are entered into registers provided by the firmware for each channel. 

RSP Data 

This process reads data from a firmware register of a given channel and transports it across 1Gbit/sec Ethernet to the 
DPC, using a Direct Memory Access (DMA) engine on the APE board, where it is stored on disk by the DPC data 
process.  RSP Data packetizes the data into 1 second records separated with a header containing information about the 
data.  The header information is supplied through RSP models. 

 

1.3.2.3 DPC Processes 

DPC Models 

This process provides real-time modeling of the predicted signal frequency and phase for a channel.  This process is 
running persistently during any activity on the WVSR and sends the models to the RSP models process.  RSP Models 
gets configuration information from a shared PostgreSQL database and passes it to RSP models to use in the data 
headers.  DPC models gets predicts information from DLF predicts files delivered for a pass and stored on the DPC. 
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DPC Data 

This process receives raw data across the 1 Gb Ethernet from the RSP, inserts data headers and stores the records at 
the rate of once per second.  This process also creates and updates monitor data files for use by the monitor process 
after calling a program to make spectrum and histogram plots of raw data. 

 

DPC Commands 

The DPC commands each have a specific function and can be invoked by a user on a shell command line or run by 
another program using pipes.  These commands execute the directives which are entered by the operator and run from 
scripts.  A complete list of these directives and their functions are provided in the Section 2. 

Script Builder 

The script builder takes input from VSR predict files and DOR configuration files and produces Downlink Frequency 
Predicts (DLF) files and VSR script files.  VSR predicts contain both the pass information, such as scan number, source id 
and source position, and a tacked-on DLF file for each spacecraft source to be tracked.  The DOR configuration files 
contain the parameters that will be used to track each source.  The script builder is run automatically before a pass and 
the generated script is loaded into the WVSR by the operator.  This process is written in the Python programming 
language since it‟s operation is not time critical and Python provides a better paradigm for file parsing and creation. 

DPC Monitors 

The DPC monitors are a set of persistent monitor processes which produce monitor data for the user.   A separate 
monitor process exists for each of the IF inputs and each of the configured channels.  A monitor process also exists for 
each RSP and gets information from the RSP flags process.  Each client instance is supplied with monitor data by a proxy 
program which reads the monitor data produced by the monitor processes and parameters in the data base. 

NMC Interface 

This process is responsible for sending the monitor data and interpreting the directives sent to and received from the 
station Network Monitor and Control (NMC) infrastructure.  It makes use of the Monitor and Control Infrastructure Service 
(MCIS) Application Programmers Interface (API) compiled for Linux and installed on the DPC.  Data published by the 
WVSR is used by the web-based NMC Connection Summary (NCS) displays. 
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WVSR GUI 

This Python based Graphical User Interface (GUI) provides an alternative client interface to the NMC as well as the 
primary interface to Principal Investigators (PI) and maintenance personnel.  It provides full control of the WVSR and 
maintains much of the look and feel of the Phase I GUI based on the Uniform Display Service (UDS) API.   

Data Playback 

The data playback software is a set of programs which provide the ability to play recorded data across a network to a 
post-processing computer such as the DOR subsystem computers.  This includes legacy support for the Block Level SAN 
(BLS) protocol. 

 

1.3.2.4 Services 

There are several services which run on the DPC and provide important functionality to the WVSR.  

PostgresSQL Distributed Memory 

A PostgreSQL database server is maintained on the DPC and can be used as memory shared among the DPC processes 
.  The database is used primarily to store the configuration information.  Many of the DPC commands and processes 
make connections to the database and either save or retrieve information.  

Logs 

The DPC OS provides a logging service called Syslog.  This allows programs to log important information and events to a 
common location to be read later or to be sent to an event display on a client.  

Network Time Protocol (NTP) 

A service which keeps the RSP and DPC in synchronization with the station clock. 
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1.3.3 WVSR States 

1.3.3.1 IDLE 

The idle state occurs after the first client connects to the WVSR. This causes the APE board to load the FPGA chips and 
get the IFD ready for use. The models processes, input monitor and RSP monitor will also start up on the DPC and RSP.  
The monitor processes begin recording data in small chunks as needed for plotting Analog to Digital Converter (ADC) 
Fast Fourier Transform (FFT) spectrum and data histogram plots. In this state, no script command processes are running 
and no channels are configured 

1.3.3.2 RUN 

The run state occurs when either at least 1 script command process is running, or at least one channel has been 
configured and is flowing channel monitor data. 

1.3.3.3 RECORD 

The record state occurs when any recording is enabled.  This causes the data previously flowing into a temporary file for 
monitoring to be switched to a permanent recording file. 

 

1.4 WVSR Functionality 

The user of a WVSR at a DSN complex interacts with three main components, the Client, the Server, and Data storage.  
In addition, there is the Precision Telemetry Simulator (PTS) assembly that provides test IF signals and an IF Selector 
Switch.  The Client provides two ways to control the WVSR: either using a Network Monitor and Control (NMC) interface, 
or using a Remote Client interface.  Figure 1-6 shows the main components of the WVSR server (DPC) together with its 
clients.  A description of each component is presented below.  
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Figure 1-6 WVSR Components and Interfaces 
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1.4.1 WVSR Client 

The WVSR Client is the controller for the WVSR.  It processes operator commands and sends them to the WVSR Server 
for translation into appropriate action.  The WVSR Client and the WVSR Server function in a client - server relationship.  
The client receives performance monitor data from the server, including spectra of the various channels processed by the 
WVSR.  The display of this data requires use of the Graphical User Interface (GUI) version of the client.  This GUI is 
described in Section 3.  There are two clients available for use, the Web-based NMC Connection Summary (NCS) 
displays, and a Python-based client which can run from the NMC or as a remote client. The Python-based client and the 
NCS client have a similar layout and function, but use a completely different mechanism.  The NCS displays offer a limited 
subset of the functionality of the Python client  Any number of remote clients can be connected to a server simultaneously 
along with a single NMC client, which allows multiple users to monitor the performance of a given WVSR at the same 
time.  Since any of these multiple clients can issue commands to the WVSR, the operators must take care to coordinate 
their activities. 

1.4.1.1 WVSR Python Client 

A client based on the Python programming language was developed for use by the Principal Investigator (PI) users of the 
WVSR.  This client can function either using an NMC command window and running locally on the WVSR, or remotely 
using gconnect and connecting via a network interface.  Using the local or remote client involves starting up a WVSR in a 
stand-alone mode, where the NMC is not involved, or as a remote operator console after the NMC starts up a WVSR in 
operational mode.  If the WVSR is run in a stand-alone mode, then there is no connection established with the NMC 
Connection Engine (CE), the Monitor Data Server (MDS) or the NMC File System (NMCFS).  Consequently, in this mode 
there is no Station Monitor data being subscribed to by the WVSR, nor WVSR Monitor data being published to the MDS.  
The remote client software is intended to run on an Intel-based PC running Linux that normally includes a keyboard and 
monitor.  It can be run on a workstation without keyboard and monitor (e.g. the WVSR DPC itself) to execute pre-defined 
scripts via the @job batch facility under UNIX, or by connecting from a remote terminal with ssh.  The Python client has a 
similar look-and feel to the legacy Uniform Display Service (UDS) displays that were used in previous WVSR deliveries 
and it is launched from the NMC in the same manner. 

1.4.1.2 WVSR NMC Connection Summary Displays (CSD) 

The primary NMC client is intended to be a Web-based client which makes use of Java technology.  There are three NCS 
CSD types: the Main configuration (CNF), channel status (STS) and the plot display (PLOT). These displays are arranged 
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in a manner similar to the Python and previous Phase I UDS displays, but are launched by using a web browser.  The 
Python client can be used as a back-up to the NCS displays.   

1.4.2 WVSR Server (DPC) 

The WVSR Server serves the controller clients, and supports control of two IF inputs.  It runs on the WVSR DPC and 
provides an interface to either the NMC clients and/or multiple remote clients.  Most commands to, and monitor data from 
the clients pass to through module.  All predicts files and script files must reside on the WVSR file system.  At startup, 
within the WVSR DPC, the inet daemon provides the first point of contact from the client for spawning and configuring a 
WVSR Server.  

The server waits for connections from the client.  Once connected, a remote client issues identification and user contact 
information, which is saved by the server.  In response to the identification information, the server issues a client session 
identification number.  This number is used to identify commands originating from that client.  The remote client 
information is never deleted during an experiment.  An NMC client only issues information identifying which NMC 
workstation it is. 

1.4.2.1 Data Storage 

Data Storage for the WVSR consists of an array of 15 146 GB SAS disks in the DPC workstation.  These disks are 
configured as RAID-50 which provides reliability and performance.  An additional drive is reserved to be used as 
removable data storage, if needed.  

1.4.2.2 Network Monitor and Control (NMC) 

The NMC is not a direct part of the WVSR, but is the main station operator interface for controlling a WVSR in its 
operational mode.  See the NMC SOM for more details of communication. 

1.4.3 Interfaces 

The interfaces discussed in this section are restricted to those that have an impact on operators.  Other physical 
interfaces, either in the hardware or software domain, are not addressed.  For maintenance purpose, specific hardware 
interfaces can be found in the Operations Maintenance Manual (867-000028, JPL D-20313). 

1.4.3.1 Control Inputs 

When power to a WVSR is turned on, the Linux workstation that serves as the DPC boots up with the ssh daemon.  The 
WVSR server is then ready to allocated resources to a client.  A diagram showing the WVSR components and command 
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interface is seen in Figure 1-6.  To bring a WVSR into service, it is required that an operator at a client console execute 
UNIX commands/Operator Directives (OD‟s). 

At a remote client, the operator first issues a tconnect or gconnect command at the UNIX prompt which causes the 
loading of the client software components, whereupon the WVSR Server transitions from its quiescent state, to the IDLE 
state and is ready to be re-configured for the particular setup needed.  The operator will then issue the WHOIS command 
to determine of the receiver is available to run an experiment.  A directive to create an experiment, or join an existing one, 
is entered and an IF input is then allocated to the experiment.  If channels are allocated, or SCRPT process is launched 
and running, the state will transition to RUN for the given experiment.  Recording any of the configured channels will put 
the experiment into the RECORD state. 

Alternately, at the CS the operator assigns a WVSR Server using the appropriate ddc, to a link, which causes the Global 
Connection Engine (GCE) to establish a connection (link) to the WVSR.  Receipt of the Connection Change Notice (CCN) 
ASSIGN will start the appropriate software in the WVSR (if it is not already started).  Then the assigned Connection 
Engine (CE) will pass operator directives and receive monitor data and event notices.  Displays will be generated at the 
NMC from published monitor data. 

To be configured for spacecraft tracking, the WVSR requires the following input: 

Predict File 

A set of frequency predicts is required for the each WVSR.  These predicts reside in a file that can be loaded via its 
name specified in the PRED directive.  They enable signal detection more easily when the signal is varying in 
frequency. 

The WVSR comes up with the default configuration parameters.  Hardware and software parameters that are specific to 
any experiment can be set at this stage via type in, buttons, or, primarily, by a script of SET commands and operator 
directives to re-configure the WVSR. 

During an operational DOR pass, operators run a script that has been generated by script builder software that resides on 
the server.  This software uses a VSR Predicts file from SPS and a DOR configuration file from DOR in order to create a 
script of directives which configures the WVSR to track a DOR pass.  WVSR Predicts and DOR configuration files can be 
delivered to the WVSR via SPPA/NMC with filename formats specified in Mon-2, or they can be delivered with filenames 
containing .vp and .cfg extensions respectively using FTP or SCP.  SPS files that are delivered to /support_data_input on 
the WVSR using FTP are inspected to see if they contain the string “_tyV” in their filename (case insensitive).  They are 
then inspected to see if they are preceded by a “p_” or “n_” indicating a predict or configuration file respectively and 
moved to other directories. Additionally, files that are delivered in the same way to the WVSR that have either .vp or .cfg 
extensions, are moved.  WVSR Predict files are moved to the /wvsr/sbuild/vp directory on the WVSR while DOR 
configuration files are moved to /wvsr/sbuild/cfg.  For more information on the script builder, its inputs and outputs, see the 
820-016 0367-DOR-WVSR interface agreement.   
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With these inputs and the additional, time dependent, directives either typed in or input via buttons or the script file, the 
operator can plan and direct all activity throughout the entire period of recording.  Actual recording of data does not occur 
unless the REC directive is issued.  The data can then be retrieved by DOR at JPL.  A QUIT directive issued in an 
experiment causes the resources allocated to that experiment to be available to others, shuts down all displays and logs 
out of the session for that experiment.  For the NMC client, unless taken out of the NMC connection, QUIT will only result 
in a reset of the client.  This reset, however, can be useful if the wrong script was loaded and the operator needs to start 
over again. 

1.4.3.2 WVSR Outputs 

Event notices are generated from any response to a command, or as a result of any error condition that needs attention 
from the operator.  All of these are written in a log file as well as sent to the remote client(s) and the NMC client, if 
assigned.  Once a WVSR experiment is started, WVSR status, signal detection parameters and frequency spectra are 
generated and sent periodically to the remote client(s) and displayed if its GUI version is running.  These data are 
published (and can be displayed), if in an NMC connection.  In addition, if the recording state is entered, the VLBI Science 
data, together with ancillary data, are written to disk using the DPC RAID array, and can be retrieved by the DOR 
processor at JPL. 

1.4.4 Modes of Operation 

There are two modes of operation in the WVSR: Monitor Mode and Record Mode.  Each mode is described in more detail 
in the following subsections.  The Record Mode is entered or exited by executing the REC directive. 

1.4.4.1 Monitor Mode 

The Monitor Mode of operation is where all functions are being executed except recording.  Monitor and status are sent to 
the NMC (and the remote client(s) if any are being used) a log file is being generated, data are being collected for the 
spectral plots, the plots are being generated and can be sent along with the monitor data, and all of the run-time 
commands are operational.  But, as stated, the data itself is not recorded continuously on disk or tape (nor sent to JPL for 
processing).  It is instead recorded to two different files which are overwritten intermittently for double buffering.  The 
overwrite interval is set by the operator (see FFTTI). 

The Monitor Mode allows the operator to bring the system up and begin monitoring its operation before any data is 
actually recorded.  It also allows the operation to continue during less interesting periods without filling up the output 
record with useless data.  The record mode can be activated when something of value is being observed. 
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1.4.4.2 Record Mode 

In the Record Mode of operation, all of the functions that occur in the Monitor Mode also occur here, but the data are also 
being recorded on disk. 

1.4.5 Controls 

The WVSR is an 820-019, MON-2-compliant subsystem that is operationally controlled via an NMC workstation.  It can 
also run in a stand-alone mode via a remote client. 

1.5 Equipment Setup 

All WVSR assemblies should be powered on. 

1.6 Conventions and Notation 

The various conventions and notations used in this SOM are described in the following subsections. 

1.6.1 Conventions 

The summary table of directives in this SOM shows them in alphabetic order.  Most of the directives shown in the 
summary are underlined because they are hyperlinks in the electronic version of the SOM.  The detailed description of 
each directive appears in alphabetic order.  The following conventions are followed in this SOM for the user interfaces 
(e.g., Operator directives, displays, event messages, etc.) produced by the WVSR.  Each user interface is presented with 
the following textual information: 

 description of the purpose of the user interface 

 additional information (including itemized description of contents and data) 

 limitations and notes 

The following conventions will be used for character representation found in this SOM: 

DOY   - Day of Year  

hh - Hours (GMT) 

mm - Minutes (GMT) 

ss - Seconds (GMT) 
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1.6.1.1 Command Conventions 

The commands, which are entered in the UNIX window, are all lower case. 

1.6.1.2 Directives Conventions 

The NMC convention limits to five the number of characters in a directive for the WVSR.  There is no limitation on the 
number of characters for directives affecting only the remote client or the WVSR Server. 

The path names for the configuration, log, data, predicts and script files for the WVSR are case sensitive.  The directive 
names can be either all uppercase or all lowercase.  All other parts of a directive are not case sensitive. 

The WVSR directives are sent by the client (either remote client or NMC) to the WVSR Server.  Client directives are 
executed on the client. 

The WVSR responses to an Operator Directive may take three forms.  After issuing a carriage return (CR) following the 
directive, a prompt will be returned if the directive made it to the server.  When the directive is actually executed 
(depending on the time attached to it), the WVSR will provide a „COMPLETED‟ or „STARTED‟ directive response provided 
the input is valid and no procedural errors have been made.  If the input is unrecognizable or invalid, or a procedural error 
has been made, the WVSR will return a „REJECTED‟ directive response, and include some kind of a message detailing 
the problem.  All directive responses are preceded by the issuing client number in brackets. 

All ODs are logged in the WVSR log file. 

A directive entered without required parameters (query mode) will answer with current value. 

All directives entered with an argument of  “-?”  will give information on syntax and parameters. 

1.6.1.3 Message Conventions 

The WVSR assemblies produce two types of event messages, Alarms and Advisories.  All event messages generated 
by the WVSR Server are logged into a log file. 

Messages produced by the WVSR are grouped by category.  

Alarm  messages are about abnormal conditions for which the operator is expected to take some corrective action.  
There are two levels of alarm message severity: Critical and Warning.  Critical level means data is being or 
will be lost and may require operator intervention.  Warning level does not require operator action though 
performance may degrade.  WVSR assemblies do not generate Emergency alarms. 

Advisory  messages inform the operator of minor malfunctions, changes in status, routine progress, etc.  Operator 
action is not required in response to an advisory message.  There are five types of advisories: deviation, 
completion, progress, log-only, and recovery.  Deviation advisory indicates any anomalous condition that 
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requires no action by the operator.  Completion advisory is used to report the completion of some expected 
(and therefore non-anomalous) event.  Progress advisory is used to report an ongoing, routine (i.e., non-
anomalous) activity.  Log-Only advisory is used to report performance information that is not necessarily 
needed at the time it is reported, but needs to be available for review at a later time.  Recovered advisory is 
used to inform the operator when the condition triggering an alarm no longer exists.  No WVSR assembly 
generates any recovery advisory. 

1.6.2 Notation 

1.6.2.1 Directive Syntax Notation 

The syntax of each operational directive is specified using a modified Backus Naur Form (BNF) grammar. 

NOTATION MEANING 

<some-text> Letters between angle brackets are used to indicate that the angle brackets and text in between them 
must be replaced with some other text as specified in the accompanying notes to the directive format. 

| The “or” bar indicates that either the symbol to the left of the bar or the symbol to the right of the bar 
must appear, but not both.  If a choice must be made from more than two, the possible choices will 
appear in sequence with bars separating each.  The bar is never input. 

[OPTION] Anything that appears between square brackets may be input or blanks may be input in its place.  
The brackets are not input. 

{1 | 2} The braces are used to group symbols together for clarity.  The braces are never input. 

<value>... When a symbol or group of symbols is followed by three periods, this indicates that the symbol may 
be repeated up to the specified number of times. 

 When a blank space appears between symbols, one or more blank spaces or a comma may be input.  
When no space appears between symbols, the directive must be entered with no space at that point. 

1.1.1.1.1 Directive Format: 

A directive consists of a directive name and a possibly optional variable parameter portion. 

<directive name> [<parameter> … <parameter>] 

Where: 

 <directive name>   A 1-to-5 character name that begins with a letter and 
contains only numbers and letters.  All directives must contain a directive name. 
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 <parameter(s)>  Parameters are values that identify the exact information the 
system needs to execute the directive.  Parameter values may be optional, depending 
on the directive being entered. 

1.6.2.2 Message Notation 

Event messages are shown in this SOM just as they are output by the software.  The accompanying descriptive text will 
explain the content and meaning of the variable fields.  The response and rejection messages for each OD are shown in 
this SOM as they are output by the software.  The accompanying text explains the content and meaning of the variable 
fields. 
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 SECTION 2

OPERATIONS INTERFACES 

2.1 Operator Directives - Quick Reference 

2.1.1 Maintenance Commands – Quick Reference 

These commands are executed at the Unix prompt in either the local client or remote server window depending on the 
function. 

MNEMONIC UNIX Command DESCRIPTION/SYNTAX XREF 

gconnect Connects to a WVSR server, bringing up a GUI client.  (Local function) 

gconnect <contact name> <contact phone#> <host>  

2-9 

plots Creates monitor data for a set of data records.  The monitor data can be statistics, 
spectrum plots or histogram plots and can take the form of text or an X-display plot using 
gnuplot 

plots  [options ] <data_filename> 

2-9 

sbuild Builds a WVSR script for a Delta-DOR pass (Remote Function). 

sbuild [-d] [-s <time>] <filename> 

2-14 

scan Scans the WVSR channels at all or the specified Signal Processing Center (SPC) and 
lists their status.  (Local function) 

scan [{0 | 10 | 40 | 60 | 21}] 

2-16 

tconnect Connects to a WVSR server, bringing up a terminal.  (Local function) 

tconnect <contact name> <contact phone#> <host> 

2-17 
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MNEMONIC UNIX Command DESCRIPTION/SYNTAX XREF 

vdr_dump Reads input file and, using options, writes ASCII records to standard output.  (Remote 
function) 

vdr_dump [ -v] [-H<output file>] [-S<output file>] [-x] [-r] [-s] [-d] [-n<#samp/line>]  

[<vdr_ filename>] 

2-18 

vdr_io Tool for reformatting WVSR Data Records (VDRs)  (Remote Function) 

vdr_io [-S] [-f <time>] [-l <time>] [-n <count>] [-O] <in_file> [<out_file>] 

2-19 
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2.1.2 Client Directives - Quick Reference 

These directives are executed in the command window of the NMC connection or the WVSR client.  For channel specific 
directives, the chan_id value can be the name or be “A” or “ALL” for operating on all of the experiment channels. 

 

MNEMONIC CLIENT DIRECTIVE DESCRIPTION/SYNTAX XREF 

ATT Sets the WVSR receiver attenuator to the specified value.  If value is the word AUTO, the 
attenuator is automatically set to give the optimum amp value.  ATT has a GUI dialog 
interface on the Python client. 

ATT [{<attenuation> | {AUTO [<desired_amp> } }]      Limits are 0 to 31. dB, in steps of 
1.0 dB  

2-21 

2-22 

CHAN Allocates a channel to an experiment and configures its bandwidth and bits 

CHAN [<chan_id  | ALL> [{<bw> [<bits>]} | D]]  

2-23 

Error! 
Bookmark 

not 
defined. 

D Launches a display.  This is a client side directive. 

D <display>   

displays:  CNF,  FFT [<chan_id>],   HIST [<chan_id>],  PTH <chan_id>,  FTH 
< chan_id>,   STH < chan_id>  

2-27 

DDCLO Selects the RSP downconversion filter.  DDCLO also has a GUI dialog interface on the 
Python client. 

DDCLO  [<chan_id | ALL>  [{<MHz> | AUTO }]]    values are 80,160,240,320,400,480,560 

2-28 

Error! 
Bookmark 

not 
defined. 

DISC Terminates the client connection to the receiver.  Used when the receiver is to continue 
running under control of another client. 

DISC 

2-29 
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MNEMONIC CLIENT DIRECTIVE DESCRIPTION/SYNTAX XREF 

EVT Enables or disables an event notice 

EVT  [<E|D> <#|CRIT|WARN|DEV|ALL>] 

2-30 

EXPID Sets the experiment ID for a client. EXPID has a GUI dialog interface on the Python 
client. 

expid [<exp_id> [ share | create | join ] ] 

2-31 

FFTHW Enables/Disables the flag for applying a Hanning Window to the time data before doing 
the FFT 

FFTHW [<chan_id | ALL>  [< E | D >]]      Default is Enabled 

2-33 

FFTNA Sets the number of FFT power spectra to be averaged together to make one spectral 
display  

FFTNA [<chan_id | ALL> [<#>]]     Limits are 1 to 33554432/FFTNP    (default is 10) 

2-34 

FFTNP Sets the number of time-points in the FFT for generating a spectrum of the specified 
channel 

FFTNP [<chan_id | ALL> [<points>]]  Limits are 8  to  131072/FFTZF (default is 1024) 

2-35 

FFTTI Sets the time interval between the start of  FFT spectrum generation  

FFTTI [<chan_id | ALL> [<secs>]]     Limits are 1 to 10,000   (default is 10) 

2-36 

FFTZF Sets the zero fill factor for the spectrum FFT 

FFTZF [<chan_id | ALL> [<factor>]]      Limits are 1 to  33554432/FFTNP     (default is 4) 

2-37 

FGAIN Sets the internal gain of the hardware filters to make most use of the dynamic range of 
the hardware bits.  Uses an estimated Pc/No and the multiplier, or does an automatic 
adjustment using a mean accumulation value of the data.  FGAIN has a Python GUI 
dialog interface. 

FGAIN  [< chan_id | ALL > [{<Pc/No > [mult] } | auto [Pc/No]]] 

Default Pc/No is 0 for > = 1MHz channels, 50 for others, default multiplier is 1.0  

2-38 

2-40 
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MNEMONIC CLIENT DIRECTIVE DESCRIPTION/SYNTAX XREF 

FRO Adds the specified value to the WVSR predicts carrier frequency offset (offset 
accumulates).  If the value is 0, then the offset is reset to zero.  If WAY is not specified, 
then the present value is used.  FRO has a Python GUI dialog interface. 

FRO [ <freq> [<way>]] 

2-41 

2-44 

FROV Frequency Override allows the user to override the sky frequency predicts with a fixed 
frequency. 

If the value is 0, then the predicts will be used instead.  FROV has a Python GUI dialog 
interface. 

FROV[ <RF freq>]     Limits depend on RF band, DDC LO, bandwidths, offsets, etc. 

2-43 

2-44 

FRR Frequency Rate allows the user to add a rate to the existing predicts or frequency 
override.  FRR has a Python GUI dialog interface. 

FRR [<freq_rate> [<way>]] 

2-45 

2-46 

HI Tests communications with the receiver.  Returns the receiver ID and software ID and 
version number. 

HI  

2-47 

IFS Identifies or changes the desired IF input source 

IFS {<dss>_<band>_<polarization>} 

2-48 

2-50 

LOG Allows user to insert any message for event window and log file 

LOG   [<any message of length less than 256 characters>] 

2-51 

NOTFY Sends notification of recorded data files to the post-processing system as a table of 
information (info file) about data recordings and the time they are expected to be 
complete.  Is not issued directly by an operator. 

NOTFY  [-i] <script filename> 

2-52 

PPLOT Specify which plot is sent to the NMC Connection Summary PLOT Display 

PPLOT [ <plot_type> [<chan_id>]] 
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MNEMONIC CLIENT DIRECTIVE DESCRIPTION/SYNTAX XREF 

PRED Loads the WVSR Radiometric Predicts from a predict file (.dlf type) and sets various 
configuration items from values obtained from these predicts.  PRED has a Python GUI 
dialog interface. 

PRED [<predict file name>  [< prdx_shift>]] 

2-54 

2-56 

QUIT Terminates experiments and detaches a client from the WVSR server 

QUIT 

2-57 

REC Enables/disables the recording of data samples by the WVSR.  REC has a Python GUI 
dialog interface. 

REC [<chan_id>  [< E | D >]]    Default is Disabled 

2-58 

2-59 

RECFN Sets the name of the data file for a channel instead of default. 

RECFN [<chan_id>  [<file name>]]    Default uses receiver, host, exp_id, chan_id and 
time stamp 

2-60 

SCRPT Loads a file from the server in which there are operator directives, and executes them as 
a separate client until completion.  SCRPT has a Python GUI dialog interface. 

SCRPT [<script-file-name>] 

2-61 

SDPLR Set the Doppler mode for a channel   

SDPLR [<chan_id> [< CARR | 1WAY | NONE >]] 

2-64 

2-65 

SETP Sets Configuration Table Parameters (see Section 2.1.3 below for parameters) 

SETP [<parameter-name> [<value>]] 

2-66 

SFRO Sets the specified single channel frequency offset to the specified value.  SFRO has a 
Python GUI dialog interface. 

SFRO [<chan_id> [<freq_offset >]] 

2-67 

2-68 

SLBL Identifying information for channels for displays and in the data files 

SLBL [<chan_id>  [<label>]] 

2-69 
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MNEMONIC CLIENT DIRECTIVE DESCRIPTION/SYNTAX XREF 

SRCID Sets the “Source ID” field on the GUI CNF display 

SRCID [<text>] 

2-70 

WAY Sets the WAY used to choose the carrier frequency predicts.  WAY has a Python GUI 
dialog interface. 

WAY [<1, 2, 3>  [<uplink_dss_id>]] 

2-71 

 

WHOIS Shows connected clients and related info. 

WHOIS [-s] 

2-73 

2.1.3 Configuration Table Parameters - Quick Reference 

 

These are the parameters that go with the SETP operator directive. 

CONFIG. ITEM SET DESCRIPTION XREF 

ATT_MAX_AMP_ERR Sets the maximum allowable error in dig amp from ATT_DESIRED_AMP 
before warning messages are issued.  Range is 0 dB to 100 dB 

SETP ATT_MAX_AMP_ERR [<max_err>] Default value is 2.0dB. 

 

CUBIC_PHASE_POLY Sets the mode of predict tracking to the legacy mode using a cubic phase 
polynomial or uses millisecond based predict tracking. 

SETP CUBIC_PHASE_POLY [<TRUE | FALSE>].  Default is TRUE. 

 

DISK_FULL_WARN_TIME Threshold time for issuing a warning event message alerting the user that at 
the current recording rate, the data disk will be full in the specified number of 
minutes.   

SETP DISK_FULL_WARN_TIME  [<minutes>]  Default value = 60. Integers 
greater than 0 

 

FFT_BIN_JUMP Thresholds for determining signal detection.   

SETP FFT_BIN_JUMP   [<#>]  Default value = 6, Range = 0 to 32768 
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CONFIG. ITEM SET DESCRIPTION XREF 

FFT_BW_LIMIT Sets a limit on what portion of the passband is valid for signal detection.  

SETP FFT_BW_LIMIT [<#>]  Default value = 0.85, Range = 0 to 1.0 

 

HIST_2BIT_HIGH_LIMIT 

 

Warning limit for distribution of noise points.    

SETP HIST_2BIT_HIGH_LIMIT [<#>]  Default = .7,  Range = 0. To 10000.0 

 

HIST_2BIT_LOW_LIMIT 

 

Warning limit for distribution of noise points.    

SETP HIST_2BIT_LOW_LIMIT [<#>]  Default = .3,  Range = 0. To 10000.0 

 

HIST_CLIPPING_LIMIT High threshold for fraction of points contained in peak bins of histogram.    

SETP HIST_CLIPPING_LIMIT [<#>]   Default = .07,  Range = 0. to 1.0 

 

HIST_LOW_PEAK_LIMIT Low threshold for peak bin of histogram. 

SETP HIST_LOW_PEAK_LIMIT [<#>]   Default = .25,  Range = 0. To 1.0 

 

RF_TO_IF_LO_MHZ The RF to IF LO used by the mdls code to calculate baseband frequencies.  If 
value left at 0 the software sets it based on the DOWNLINK_BAND from 
predicts and the following values:  L = 1200, S = 2000, X = 8100, Ka =  31700 
MHz 

SETP RF_TO_IF_LO_MHZ  [<MHz> ]   Default value is 0. 
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2.2 Operator Directives - Detailed Description 

2.2.1 Unix Commands – Detailed Description 

Operator Directives - Quick Reference 

gconnect Connect a GUI-based client to a WVSR server 

 

DESCRIPTION gconnect is a command issued in the UNIX window of the local client that brings up a GUI-based 
client on the workstation and connects it to the specified WVSR receiver at the SPC.  If the 
connection is being made for the first time, the receiver is allocated, WVSR software is loaded and 
its state is set to IDLE. 

SYNTAX gconnect  <contact name> <contact phone#> <host id> 

where: 

<contact name> - specifies the name of experimenter 

<contact phone#> - specifies the phone# of who to “yell at” if a problem occurs 

<host id> - specifies the host DPC computer 

EXAMPLES gconnect   joeshmoe  818-354-7330 wvsr2.gdscc  

Specifies that receiver wvsr2 at SPC 10 be connected to the client joeshmoe at phone number 
818-354-7330. 

NOTES If no GUI appears the network between the client and the WVSR is not connected or the WVSR is 
not responding.  There is no timeout. 

LIMITATIONS Must be issued from the UNIX command window where a WVSR client has been installed and X 
window forwarding enabled. 

RESPONSES CLIENT CONNECTED 

The directive has been accepted a GUI window appears and the connection process initiated.  The 
client id is #n, where n is the Unix session id of the client 

Waiting for IFD/RSP to start up | 

The connection process is not advancing if the above message repeats. 
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gconnect Connect a GUI-based client to a WVSR server 

 

REJECTIONS ssh: Could not resolve hostname hello: Name or service not known 

CLIENT DISCONNECT 

The supplied hostname “hello” could not be resolved 
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Operator Directives - Quick Reference 

plots Displays statistics and plots for a set of WVSR data records 

 

DESCRIPTION plots is a command which displays statistics and plots for a set of WVSR data records.  This 
command can be used to show data being recorded in near real-time (as is done by the client GUI 
software), or to view data after it has been recorded. 
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plots Displays statistics and plots for a set of WVSR data records 

 

SYNTAX plots [options] <filename> 

where : 

   filename         name of VSR data record file to process 

options: 

   -n {npts}        number of data points to use in the FFT, default: 1024 

   -a {navg}        number of fft spectrums to average, default: 10 

                    (note: npts*navg = total data points to use making the histogram) 

   -z {zfill}       fft zero fill factor, default: 4 

   -t {time}        ASCII string in YY/DDD/HH:MM:SS format that specifies the time stamp of 

                    the first record to use, default: use the last record in the file (real-time) 

   -s {N}           skip the first N records, default: skip to the last record 

   -S {bytes}           start at file offset in bytes 

   -w               use a Hanning window on the fft input data points, default: rectangular 

   -c               compress the fft plots to max of 1024 points using the max/min algorithm 

   -l               return the linear scale fft spectrum, default: log spectrum 

   -f               include plot of the fft spectrum with gnuplot 

   -h               include a plot of the data histogram with gnuplot 

   -M              send only mon data header results to stdout 

   -F               send only fft spectrum plot results to stdout 

   -H               send only histogram plot results to stdout 

                    (note: any two 'send only' options will result in no output to stdout) 
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plots Displays statistics and plots for a set of WVSR data records 

 

EXAMPLES plots   -s25  w2Ac1N1s226d25p0026n006tS.11-026-160600 

Dump statistics, an fft spectrum plot and a data histogram plot to stdout as ASCII text on a WVSR 
data file starting with the 25th 1-second record 

 

plots   -t 11/026/15:25:12  –h  –f  –M  –a1000   w2Ac1N1s226d25p0026n006tS.11-026-160600 

Dump statistics only to stdout and show gnuplots of fft spectrum and data histogram starting with 
the record that matches the time stamp 11/026/15:25:12.  Take the average of 1000 spectrums. 

 

NOTES Plots can either be printed to stdout as columns of numbers proceeded by an identifier string 
(“FFT:” or “Histogram:”).  Monitor data statistics have the form “<keyword> = <value>”, one on 
each line proceeding the plot portions and can be disabled. 

LIMITATIONS Gnuplot will only work if X-forwarding is enabled.   

RESPONSES Plots will fail if the requested data record(s) are not found 

REJECTIONS plots: could not open VDR file 'sdfsd', No such file or directory 

VDR data file “sdfsd” was not found 
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Operator Directives - Quick Reference 

sbuild Builds a WVSR script for a Delta-DOR pass 

 

DESCRIPTION sbuild is a command issued in a UNIX window of the WVSR dp server which builds WVSR scripts 
out of a SPS delivered WVSR predicts file, found in the /wvsr/sbuild/vp directory, and the 
appropriate DOR configuration file found in the /wvsr/sbuild/cfg directory. 

SYNTAX sbuild  [-d]  [-s <time>]  <filename> 

where: 

-d                    Indicates that the script data be dumped to stdout.  This is used for debugging 
purposes only. 

-s  <time>        Specifies that the WVSR predicts should be shifted to current time <time> seconds  

                       into the future when building the script.  <time> can be negative or positive. 

EXAMPLES sbuild p_snVA_srA_sc053_dss14_pn0123_clPV_tyV_py02_pd234 

Builds a script from the given SPS-delivered WVSR predicts file. 

NOTES Operationally, a VSR Predicts file is delivered to the /support_data_input directory on the WVSR 
DPC.  The ftp daemon checks to see if any file delivered has the format “*.vp” or has “_clPV_tyV” 
in the name somewhere.  If so, the ftp daemon moves this file into /wvsr/sbuild/vp and starts sbuild 
to begin building a script from it.  In the event that sbuild fails to build a script, the output is logged 
in the system log and can be viewed by an operator. 

LIMITATIONS The –d and –s options are only used if running sbuild by hand.  Rarely will it need to be run by 
hand since it is designed to run automatically by the ftp daemon.  The –s does not shift the .dlf part 
of the predicts.  Information sent to stderr is logged in syslog if the script is run automatically, 
otherwise it is sent to the user terminal. 

RESPONSES Successful build of script „p_sc053_pn1094_dss14_clPV_tyV_py02_pd234.scr‟ 

The script was successfully build and placed in /wvsr/scripts 

REJECTIONS IOError: [Errno 2] No such file or directory: 'sdfsd' 

The supplied WVSR predict file “sdfsd” was not found 
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Operator Directives - Quick Reference 

scan Scan the WVSRs at the specified SPC 

 

DESCRIPTION scan is a command issued in the UNIX window of the local client that scans through the WVSRs at 
the specified SPC and returns a table giving the status of each WVSR. 

SYNTAX scan  [<spc#>] 

where: 

<spc#> - specifies which SPC complex is to be scanned.  Values: 0, 10, 21 (DTF21), 40 or 60 

EXAMPLES scan 10 

Specifies that a scan is to be performed of the WVSRs at SPC 10. 

NOTES The scan directive can be executed at any time from the UNIX command window.  If no SPC # is 
entered all SCPs will be scanned and listed 

LIMITATIONS None. 

RESPONSES Contacting "WVSR1.mdscc.fltops.jpl.nasa.gov" at 137.228.203.234 ... 

60 WVSR1A   is “s0p0d0XX”     

60 WVSR1B   is available 

…….         ……. 

REJECTIONS Self explanatory 



837-060, Rev. B 

 2-17  UNIX Command: tconnect 

U.S. Export Regulations controlled; refer to the title page for specifics. 

 

Operator Directives - Quick Reference 

tconnect Connect a text-based client to a WVSR server 

 

DESCRIPTION tconnect is a command issued in the UNIX window of the local client that brings up a text-based 
client on the users workstation and connects it to the specified WVSR channel at the SPC.  If the 
connection is being made for the first time, the channel is allocated, WVSR software is loaded and 
its state is set to IDLE 

SYNTAX tconnect  <contact name> <contact phone#> <host id>  

where: 

<contact name> - specifies the name of experimenter 

<contact phone#> - specifies the phone# of who to “yell at” if a problem occurs (only one blank) 

<host id> - specifies the host DPC computer 

EXAMPLES tconnect   joeshmoe  818-354-3303 wvsr2.gdscc  

Specifies that receiver wvsr2 at SPC 10 be connected to the client joeshmoe at phone number 
818-354-3303. 

NOTES Same as gconnect except that no GUI window appears and control remains with the original 
terminal window.  The gconnect and tconnect terminals behave the same otherwise. 

LIMITATIONS Must be issued from the UNIX command window.  Event notices are not color-coded for severity 

RESPONSES CLIENT CONNECTED 

The directive has been accepted.  The client id is #n, where n is the Unix session id of the client. 

Waiting for IFD/RSP to start up | 

The connection process is not advancing if the above message repeats. 

REJECTIONS ssh: Could not resolve hostname hello: Name or service not known 

CLIENT DISCONNECT 

The supplied hostname “hello” could not be resolved 
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Operator Directives - Quick Reference 

vdr_dump Dump data files in ASCII format 

 

DESCRIPTION vdr_dump is a command issued in a UNIX window that allows the output of vdr data files in ascii 
format. 

SYNTAX vdr_dump [ options ] [ <filename> ] 

where options are: 

-v             Show verbose header (default: just time_tag) 

-H {file}   Send header output to {file} 

-S {file}   Send samples output to {file} 

-x            Output 32 bit VME_DATA words (in hex) 

-b            Output 8 or 16 bit binary I,Q samples 

-r             Output raw I,Q samples (in hex) 

-s            Output signed decimal I,Q samples 

-d            Like -s, with DC bias adjustment (default) 

-n {n}      number of I,Q samples printed per line 

<filename>   The name of a file containing WVSR data records (vdrs). 

EXAMPLES vdr_dump  -H headers.txt w2Ac1N1s053d14p0359n002tS.02-172-175406 > /dev/null 

Dump data samples to standard output, redirected, and put data headers in the file “headers.txt”. 

NOTES The input file was written using vdr_io. 

LIMITATIONS None. 

RESPONSES None 

REJECTIONS Self explanatory. 



837-060, Rev. B 

 2-19  UNIX Command: vdr_io 

U.S. Export Regulations controlled; refer to the title page for specifics. 

 

Operator Directives - Quick Reference 

vdr_io Transfer data files 

 

DESCRIPTION vdr_io is a command issued in a UNIX window that allows the streaming of data files. 

SYNTAX vdr_io [ options ] <in_file> [ <out_file> ] 

         read from in_file, write to out_file (default: stdout) 

 or:  

vdr_io -s [ options ] <in_file> 

         scan headers for timestamps, providing key summary only 

 where options are: 

   -S          Suppress output of key summary 

   -f {time}   First timestamp   (dd/hh:mm:ss) 

   -l {time}   Last timestamp 

   -n {count}  Maximum number of records 

   -O          Overwrite output file contents (default: append) 

Note that a filename of "-" means stdin or stdout: 

<in_file> is the name of the  vdr file that vdr_io reads from 

<out_file> is the name of the vdr file that vdr_io writes to 

EXAMPLES vdr_io   name_file  other_filename 

Read a VDR file “name_file”, and write to local file “other_filename” 

NOTES If "-f {time}" is in the future, the command will wait until that time before opening "in_file".  Also, if 
"in_file" is a BLS file which is currently being written, the command will wait for and accept new 
records as they become available, terminating only when (1) a record later than "-l {time}" is 
received, (2) the number of records specified by "-n {count}" is received, or (3) the writer closes the 
file. 

LIMITATIONS None. 
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vdr_io Transfer data files 

 

RESPONSES None 

REJECTIONS Self explanatory. 
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2.2.2 Client Unix Directives – Detailed Description 

 Display Client Directives - Quick Reference 

ATT Set WVSR attenuator 

 

DESCRIPTION ATT is a directive which manually or automatically sets the attenuator in the connected WVSR. 

SYNTAX ATT  [{<atten> | {AUTO [ < desired_amp>]}}] 

where: 

<atten> |auto - specifies the attenuator setting in dB. Range: 0-31 in 1 dB steps.  If AUTO is 
specified, the attenuator level is set based on power measurements of the IF noise level 
determined by the WVSR. 

< desired_amp> - specifies the desired level, the default is –10 dB. 

EXAMPLES ATT 20.0 

Specifies that the attenuator will be set to 20.0 dB. 

DIALOG GUI Figure 2.4 shows the ATT Dialog, which is part of the WVSR CNF Python GUI.  Select “Auto” or 
select “New ATT” and enter a new value in the field provided.  Pressing the “OK” button or a 
carriage return will send the directive; “Cancel” will abort. 

NOTES The ATT value is displayed on the WVSR CNF display.  The ATT directive can be used to adjust 
the attenuator setting that will be used. 

LIMITATIONS None 

RESPONSES ATT: des_amp = -10 

Module 3 attenuation: 24dB 

The attenuator on IFD module 3 was set on IF input 1 

REJECTIONS att[1]: Error, new att is out of range 0-31: 45 

Out of range value used for ATT 
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Text  Client Directives - Quick Reference 

ATT Set WVSR attenuator 

 

 

Figure 2-1 Python Client ATT Dialog 
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 Display Client Directives - Quick Reference 

CHAN Configure a Channel for an experiment 

  

DESCRIPTION The CHAN directive allocates a channel to an experiment and configures its bandwidth and bits. 

SYNTAX CHAN [<chan_id | ALL> [{<bw>[k|m] [<bits>]} | D]]  

Where :   

<chan_id> - user defined channel identifier string, limited to 12 characters 

<bw > - Channel bandwidth in Hz, or use case insensitive „k‟ or „m‟ for KHz and MHz respectively 

<bits > - Number of bits per sample.  Default 8 for 1KHz-100KHz, 2 for 1MHz to 32 MHz 

EXAMPLES CHAN 1N1 50k 16 

Configure Channel “1N1” with 50KHz bandwidth at 16 bits 

DIALOG GUI Figure 2.5 shows the channel configuration dialog, which is part of the WVSR CNF GUI.    Select 
the Bandwidth and Bits for each desired channel.  Pressing the “OK” button will send the directive; 
“Cancel” will abort.   The “Selected Bitrate” field shows what the dialog option menus are currently 
set to.  “Total Experiment Bitrate” shows the total bitrate for the experiment and “Total Shared 
Bitrate” the total bitrate for all experiments on the WVSR.  In general, the total shared bitrate should 
not exceed 256Mbits/sec, or performance may degrade. 

NOTES All WVSR experiments share the total bitrate.  Table 2-1 shows the combinations suggested for 
operational use.  Other values for bandwidth lie between 1KHz – 80MHz and 1-16bits.  The 
following paragraphs provide details on the non-operational channel configurations. 

The PhaseI WVSR supported 12 bandwidths: 

1K,2K,4K,8K,16K,50K,100K,1M,4M,8M,16M 

 

while the PhaseII WVSR supports 44 bandwidths: 

1K,2K,4K,5K,8K,10K,16K,20K,25K,32K,40K,50K,64K,80K, 

100K,125K,128K,160K,200K,250K,256K,320K,400K,500K,625K,640K,800K, 

1M,1.25M,1.28M,1.6M,2M,2.5M,3.2M,4M,5M,6.4M,8M,10M,16M,20M,32M,40M,80M 
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CHAN Configure a Channel for an experiment 

  

The PhaseI WVSR supported 28 bandwidth x bits configurations: 

1K,2K,4K,8K,16K,50K, and 100K at 8 or 16 bits per sample, 1M and 2M at 1, 2, 4, or 8 bits per sample, 4M 

at 1, 2, or 4 bits per sample, 8M at 1 or 2 bits per sample, and 16M at 1 bit per sample. 

 

In contrast, the PhaseII WVSR supports 1, 2, 4, 8, or 16 bits per sample at all bandwidths, with the following 

exceptions: 

16 bits per sample is not supported for bandwidths greater than 8M. 

8 bits per sample, is not supported for bandwidths greater than 16M. 

4 bits per sample, is not supported for bandwidths greater than 32M. 

2 bits per sample is not supported for 80M. 

1 or 2 bits per sample is not supported for 1K, 5K, 25K, 125K, or 625K. 

1 bit per sample is not supported for 2K, 10K, 50K, 250K, or 1.25M. 

 

Note that 40M channels are usable, but have more than a 1dB slope in the passband.  80M channels are also 

usable, but can‟t report the bandwidth in the data record correctly since 80000(kHz) requires greater than 

unsigned short (65536). 

 

The total number of bandwidth x bits configurations supported in PhaseII is 192. 

 

Of these, the following 5 have timing problems: 

 

    20K x 1 is off by 4 samples approx. 2% of recording starts 

    20K x 2 is off by 4 samples approx. 2% of recording starts 

    25K x 4 is off by 1 sample approx. 35% of recording starts 

    25K x 8 is off by 1 sample approx. 35% of recording starts 

    40K x 1 is off by 8 samples approx. 2% of recording starts 

 

Note that all 28 WVSR PhaseI configurations work, plus 159 more! 

LIMITATIONS Channel configurations that are supported by the software but not the hardware (i.e.: too large a 
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CHAN Configure a Channel for an experiment 

  

bitrate: 32MHz 8bits = 512Mbits/sec) will appear as channels with no monitor data.  The chan_id 
argument is limited to 12 characters and CHAN will fail if more are given.   The ALL argument is 
only used with the D argument. 

RESPONSES chan[1]: dsp1:1 chan_id = 1W1, bandwidth = 1000000, bits = 2: 

channel “1W1” has been set to 1MHz 8bits 

REJECTIONS 11/056 17:40:22 EVENT(018) CHAN FAILED: rsp_chan returned error: 

The channel configuration failed 

 

 

 

 

 

 

 BW Values 

1, 2, 4, 8, 16, 50, 100  (KHz) 

1,2,4,8,16  (MHz) 

32.  (MHz) 

Bit Values 

8, 16 

1, 2, 4, 8 

1, 2, 4 

Table 2-1 Recommended Operational Settings for Channel Configuration 
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Client Directives - Quick Reference 

CHAN Configure Channel and Subchannels 

 

 

Figure 2-2 Python Client CHAN Dialog 
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Client Directives - Quick Reference 

D Launch a display 

 

DESCRIPTION D is used to launch WVSR displays from NMC or gconnect interface. 

SYNTAX D <display> 

Where: 

<display>  - any of the 6 display  types with appropriate identifiers : 

CNF, FFT [<chan_id>], FTH <chan_id>, HIST [<chan_id>], PTH <chan_id> , STH <chan_id> 

<chan_id> - the user defined channel identifier   

EXAMPLES 

 

D FFT 

Launches the WVSR ADC FFT spectrum plot 

D PTH 1N1 

Launches the power time history plot for channel “1N1” 

NOTES None 

LIMITATIONS None 

RESPONSES The specified display pops up. 

REJECTIONS /bin/bash: c10_plot: command not found : 

The entered chan_id “c10” does not exist 
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Client Directives - Quick Reference 

DDCLO Sets the local oscillator value on the RSP.   

 

DESCRIPTION DDCLO is used to set the downcoverter oscillator manually or to the value calculated from the 
predicts. 

SYNTAX Selects the downconversion filter on the RSP.  DDCLO also has a GUI dialog interface on the 
Python client. 

DDCLO  [{<chan_id>|ALL}  [{<value>[k|m|g]] | AUTO }]]    :  

<chan_id> - the user defined channel identifier 

<value>  - value in Hz, or use or use case insensitive „k‟, „m‟ or „g‟ for KHz, MHz, GHz respectively.   

AUTO - specifies that the predicts in current use are to be used to set the LO so that the channel 
filters are close to centered in the 160 MHz pass band. 

EXAMPLES 

 

DDCLO 1W2 400 

Specifies that the local oscillator for channel “1W2” be set to 400 MHz.  

NOTES  

LIMITATIONS Valid values are 80MHz, 160MHz, 240MHz, 320MHz, 400MHz, 480MHz, 560MHz.  All other 
values will be rounded to the nearest valid value as long as they are in the range 0-640MHz.  
Others will be ignored 

RESPONSES chan_id = c1, ddclo_mhz = 400 

The channel “c1” LO has been set to 400MHz 

REJECTIONS ddclo[1]: Channel c2 is not defined 

The entered chan_id does not exist 
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Client Directives - Quick Reference 

DISC Disconnect client from a WVSR experiment 

 

DESCRIPTION DISC is a directive that disconnects the client on the user workstation from the connected WVSR 
experiment shown in the window title. 

SYNTAX DISC 

EXAMPLES 

 

DISC 

Specifies that the local client be disconnected from the active experiment 

NOTES Though the client is disconnected, the server is still active for this experiment if other clients, 
including active scripts,  are attached to the same experiment 

If issued from the NMC, the client is automatically reconnected. 

LIMITATIONS None 

RESPONSES The window disappears. 

The directive has been accepted and the disconnection process initiated. 

REJECTIONS None 
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Client Directives - Quick Reference 

EVT Disable or Enable an event notice 

 

DESCRIPTION EVT is a directive that disables or enables a specified event notice for that client only.  

SYNTAX EVT  [{E | D}   {# | CRIT | WARN | DEV | ALL }] 

Where: 

E|D - specifies the state (enable or disable) 

# - is the event notice number or ALL 

CRIT | WARN | DEV | ALL  - specifies the severity to include or exclude (Critical, Warning, 
Deviation or all events) 

EXAMPLES EVT D 4 

Specifies that event notice number 4 is to be disabled from appearing in client command window. 

EVT D DEV  

Specifies that events with DEVIATION criticality be disabled 

NOTES Event notices still show up in log file.  The status color will still reflect all event notices. 

LIMITATIONS EVT D ALL should not be used. 

RESPONSES evt[1]: hiding events: 101-200  

All warning events are hidden from the client 

REJECTIONS Invalid event number/severity:  

The event or severity entered is not valid 
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Client Directives - Quick Reference 

EXPID Set the experiment name for a client 

 

DESCRIPTION This creates, joins or shares an experiment on the WVSR server.  The experiment will share input 
and channel resources with other experiments but will maintain an independent configuration, 
models and monitor data. 

SYNTAX EXPID [<exp_id> [ share | create | join ] ]  

EXAMPLES EXPID test_exp 

Creates a new experiment  “test_exp” 

DIALOG GUI Figure 2-3 shows the EXPID Dialog, which is part of the WVSR Python CNF GUI.    Select an 
existing experiment to join or create a new experiment typing a name in the “Select Experiment” 
box and press “OK”.  Press “Cancel” to abort. 

NOTES EXPID with no arguments will echo the current experiment.  A Delta-DOR script creates one or 
more experiments. 

LIMITATIONS Can only create as many independent experiments as there are IF inputs (2 for the WFSR), 
otherwise the “share” keyword must be used, or a “join” keyword will join with an existing 
experiment. 

RESPONSES EXPID=exp1 

The experiment name was successfully set. 

REJECTIONS No input available for new experiment!  

A new expid was attempted but all the IF inputs are taken 

Experiment exp123 does not exist! 

Attempted to join a non-existent experiment 
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Figure 2-3 Python client EXPID dialog
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Client Directives - Quick Reference 

FFTHW Enable/Disable a Hanning Window used in generating the spectrum FFT. 

 

DESCRIPTION FFTHW is a directive which enables or disables a Hanning window around the time samples to 
take the FFT of. 

SYNTAX FFTHW [<chan_id | ALL> [<E|D >]] 

where: 

<chan_id >  - The user defined channel identifier string or “ALL” 

<E|D > - specifies whether function is enabled or disabled 

EXAMPLES FFTHW 1N2 E 

Specifies that the Hanning Window is enabled for the channel “1N2” spectrum plot. 

NOTES The default is “E” 

LIMITATIONS None. 

RESPONSES chan_id = 1N2, ffthw = Enable 

The directive has completed. 

REJECTIONS Argument hello not found in list: Enable,Disable 

Invalid argument “hello”. 

Channel hello is not defined 

Non-existent chan_id entered 
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Client Directives - Quick Reference 

FFTNA Set the number of FFT power spectra to be averaged for display 

 

DESCRIPTION FFTNA is a directive which, for the specified channel, sets to the specified value the number of 
FFT power spectra to be added together to make one spectrum for display. 

SYNTAX FFTNA [<chan_id | ALL> [<#>]] 

where: 

<chan_id> - the user-defined channel identifier string or “ALL” 

<#> - specifies the number of FFT power spectra to be added together. 

EXAMPLES FFTNA 1W2 200 

Specifies that in channel “1W2”, 200 spectra should be added together for a single spectrum. 

NOTES Default is 10 

LIMITATIONS Minimum number of points is 1 and maximum is 33554432/FFTNP 

RESPONSES chan_id = 1W2, fftna = 200 

The directive has completed. 

REJECTIONS 2000000000 out of range: 1 <= NUM_SPECTRA <= 4194304 

Channel hello is not defined 

Undefined channel “hello” 

NUM_SPECTRA hello must be integer 

“hello” is not a valid integer 
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Client Directives - Quick Reference 

FFTNP Set the number of time points used in generating the spectrum FFT. 

 

DESCRIPTION FFTNP is a directive which sets the number of data points to be used in an averaging interval for 
the specified channel spectrum FFT. 

SYNTAX FFTNP [< chan_id |ALL> [<points>]] 

where: 

<chan_id> - The user defined channel identifier string or “ALL” 

<points> - specifies the number of FFT points that will be used in generating the channel spectrum. 

EXAMPLES FFTNP 1N1 512 

Specifies that the number of FFT points will be 512 for channel spectrum “1N1” 

NOTES Default is 1024 

LIMITATIONS The #points are automatically rounded to the nearest power of 2.  Minimum number of points is 8 
and maximum is 131072/FFTZF 

RESPONSES chan_id = 1N1, fftnp = 512 

The directive has completed. 

REJECTIONS 1000000 out of range: 8 <= NUM_FFT <= 131072  

Channel hello is not defined 

Channel “hello” does not exist in the current experiment 

NUM_FFT hello must be integer 

“hello” is not an integer 
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Client Directives - Quick Reference 

FFTTI Set the time interval between the start of  FFT spectrum generation 

 

DESCRIPTION FFTTI is a directive which, for the specified channel, set to the specified value the time interval 
between FFT spectrum generation. 

SYNTAX FFTTI [<chan_id |ALL> [<sec>]] 

where: 

<chan_id> - The user defined channel identifier string 

<sec> - specifies the number seconds between FFT generation. 

EXAMPLES FFTTI 2N1 2 

Specifies that in sub-channel “2N1”, 2 seconds should be between FFT generation. 

NOTES Default is 10 

LIMITATIONS Must be integer greater than 0 

RESPONSES chan_id = 2N1, fftti = 2 

The directive has completed. 

REJECTIONS SECONDS -1 must be integer >= 0 

Channel hello is not defined 

Channel “hello” does not exist in the current experiment 
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Client Directives - Quick Reference 

FFTZF Set the zero fill factor for the spectrum FFT. 

 

DESCRIPTION FFTZF is a directive which sets the zero fill factor to be used, with the FFTNP, for generating the 
spectrum FFT. 

SYNTAX FFTZF [< chan_id |ALL>  [<factor>]] 

where: 

<chan_id> - The user defined channel identifier string or “ALL” 

<factor> - specifies the zero fill factor. Normal range: 1, 2, 4, or 8 

EXAMPLES FFTZF 1N1 4 

Specifies that the zero fill factor will be 4 for sub-channel spectrum 1N1. 

NOTES Maximum zero fill = 33554432/FFTNP, default is 4 

LIMITATIONS Rounded to the nearest positive integer value that makes FFTZF*FFTNP a power of 2 

RESPONSES chan_id = 1N1, fftzf = 4 

The directive has completed. 

REJECTIONS Channel hello is not defined 

Channel “hello” does not exist in the current experiment 

FILL_FACTOR wer must be integer 

“wer” is not a valid value 
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Client Directives - Quick Reference 

FGAIN Adjust the gain for a channel 

 

DESCRIPTION FGAIN is a directive that sets the internal gain of a hardware filter channel to make most use of the 
dynamic range of the hardware bits.  It uses the estimated Pc/No and a multiplier parameter 
provided which gives direct linear control of the filter gain.  An automatic gain adjustment can be 
performed which makes use of a mean accumulation value of the data. 

 

SYNTAX FGAIN  [< schan_id | ALL > [{<Pc/No > [<mult>] } | AUTO [<Pc/No > ]]] 

where: 

<chan_id> - The user defined channel identifier string or “ALL” 

<Pc/No> - is an input estimated Pc/No  range of +/- 127 dB-Hz 

<mult> - is a floating point multiplier, greater than 0.0, that adjusts the gain linearly.  

EXAMPLES FGAIN 1N1 20.0 

Specifies that the internal gains of sub-channel 1N1 should be adjusted to work best with a Pc/No 
of 20 dB-Hz 

FGAIN ALL AUTO 

Specifies that all channels have their fgain multiplier calculated automatically to adjust for optimal 
range 

FGAIN 

List the fgain values for all the active channels 

DIALOG GUI Figure 2-4 shows the FGAIN Dialog, which is part of the WVSR Python STS GUI.  Select a channel and 

enter a new value in the field provided, or use the auto option.  Pressing the “OK” button will send the 

directive; “Cancel” will abort. 
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FGAIN Adjust the gain for a channel 

 

NOTES In a pass, a single „fgain all auto‟ command should take care of any problems in any of the running 
channel filter gain adjustments. 

 

LIMITATIONS None 

RESPONSES chan_id = 1N1, PcNo = 20, Multiplier = 1 

The directive completed 

 

REJECTIONS fgain: No channels found 

No channels have been configured 

fgain: Channel not found: „hello‟ 

The specified channel does not exist 
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Client Directives - Quick Reference 

FGAIN Signal strength information to use in gain setting for a subchannel 

 

 

Figure 2-4 Python Client FGAIN Dialog 
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Client Directives - Quick Reference 

FRO Increment frequency offset to the predicted carrier frequency. 

 

DESCRIPTION FRO is a directive that adds the specified frequency to the WVSR predicts carrier frequency offset 
(the offset accumulates).  If the specified value is 0, then the carrier frequency offset is reset to 
zero.  If a way is not entered, it uses the present value as default. 

SYNTAX FRO  [<freq[k|m|g]> [way]] 

where: 

<freq> - offset in Hz, or use or use case- insensitive „k‟, „m‟ or „g‟ for KHz, MHz, GHz respectively.  
If 0 is specified, the predicts carrier frequency offset is returned to zero. 

[way]  -  specifies whether to apply to 1-way or 2/3-way; <1 | 2 | 3> default is the current way. 

EXAMPLES FRO 20.0 

Specifies that 20.0 Hz is to be added to the predicts carrier frequency offset.  If there is an FRR value, the 

value of FRO will be updated every second. 

DIALOG GUI Figure 2-5 shows the FRO Dialog, which is part of the Python CNF GUI.  Select “1-Way FRO” or 
“2/3-Way FRO” and either select “Reset” (to 0.0) or “Enter Value”.  If “Enter Value”, enter a value in 
the field for the selected Way.  This dialog initializes to display the current tracking mode (1-Way or 
2/3 Way).  Pressing the “OK” button will send the directive; “Cancel” will abort. 

NOTES If no way is specified the offset will be applied to the current configuration (command line only) 

LIMITATIONS If fro is too large - event notice CHAN BASEBAND FREQ IS OUTSIDE +/-60 MHz RANGE 

RESPONSES freq_offset[1]=20 freq_offset[2|3]=0 

FRO has been applied to appropriate 1-way predict points. 

REJECTIONS FREQ_OFFSET hello must be real with optional K, M, or G appended 

Invalid value “hello” used 

WAY = 5 must be <1|2|3> 

Invalid tracking mode used 
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Client Directives - Quick Reference 

FRO Increment frequency offset to the predicts carrier frequency. 

 

 

Figure 2-5 Python Client FRO Dialog 
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Client Directives - Quick Reference 

FROV Set sky frequency to be used instead of predicts, or reset. 

 

DESCRIPTION FROV is a directive that overrides the predicted carrier frequency.  Set FROV to 0 to return to 
predicted frequencies. 

SYNTAX FROV  [<RF frequency[k|m|g]>] 

where: 

< RF frequency > - specifies the RF frequency setting in Hz, or use or use case- insensitive „k‟, „m‟ 
or „g‟ for KHz, MHz, GHz respectively.   The range depends on the RF band.  

EXAMPLES FROV   8456789000.0 

Specifies that the predicted RF frequency will be set to 8456789000. Hz. 

DIALOG GUI Figure 2-6 shows the FROV Dialog, which is part of the WVSR CNF GUI.  Select “Use Predicts 
File” or select “Override Predicts” and enter a new frequency in the field provided.  Pressing the 
“OK” button will send the directive; “Cancel” will abort. 

NOTES The RF frequency is nominally derived from the downlink frequency predicts identified in the PRED 
directive.  The override value is indicated in an event notice and displayed on the WVSR display.   

LIMITATIONS For S Band limits are 2010000000 to 2639000000, for X Band 8110000000 to 8739000000,  

For Ka Band 31710000000 to 32339000000.  The predicts to be overridden must be for the same 
RF Band. 

RESPONSES RF_freq = 8430000000.0 

The directive was completed 

REJECTIONS FREQ_OFFSET hello must be real > 0.0 with optional K, M, or G 

Invalid value “hello” 
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Client Directives - Quick Reference 

FROV Set sky frequency to be used instead of predicts 

 

 

Figure 2-6 Python Client FROV Dialog 
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Client Directives - Quick Reference 

FRR Add a frequency rate to the predicted frequency. 

 

DESCRIPTION FRR is a directive which adds a frequency rate to the “predicted” carrier frequency of the current 
"way".   

SYNTAX FRR  [<freq rate[k|m|g]> [<way>]] 

where: 

< freq rate > - specifies the frequency rate in Hz./sec, or use or use case- insensitive „k‟, „m‟ or „g‟ 
for KHz/sec, MHz/sec, GHz/sec respectively.   

<way> - specifies whether to apply to 1-way or 2/3-way; <1 | 2 | 3> default is the current way.  

EXAMPLES FRR   0.2 

Specifies that a rate of 0.2 Hz./sec. will be added to the “predicted” frequency 

DIALOG GUI Figure 2-7 shows the FRR dialog that is part of the WVSR CNF GUI.  Select “1-Way” or “2/3-Way” 
and either select “Reset” (to 0.0) or “Enter Value”.  If “Enter Value”, enter a value in the field for the 
selected Way.  This dialog initializes to display the current tracking mode (1-Way or 2/3 Way).  
Pressing the “OK” button will send the directive; “Cancel” will abort. 

NOTES The result of the rate addition will show in the display of the FRO value.  The FRR value 
accumulates with each entry. 

LIMITATIONS 

 

None 

RESPONSES freq_rate[1]=0.2, freq_1=-111287, freq_rate[2|3]=0, freq_23=0 

The directive completed 

REJECTIONS FREQ_RATE hello must be real with optional K, M, or G appended 

“hello” is an invalid value 

WAY = 5 must be <1|2|3>. 

Invalid tracking mode used 
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Client Directives - Quick Reference 

FRR Add a frequency rate to the predicted frequency. 

 

 

Figure 2-7 Python Client FRR Dialog 
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Client Directives - Quick Reference 

HI Display current software ID 

 

DESCRIPTION HI is a directive that tests communications with the connected receiver.  It returns the receiver 
number, the software version number, and the date of compilation. 

SYNTAX HI 

EXAMPLES HI 

Says HI to the connected receiver. 

NOTES The SPC and receiver of the WVSR connected is in the client prompt. 

LIMITATIONS The HI directive is only valid if the client is connected to a WVSR receiver 

RESPONSES FSP-6323-OPB2.0.6 04/30/11 

REJECTIONS None. 
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Client Directives - Quick Reference 

IFS Set WVSR IF Switch to receive the IF signal from indicated source. 

 

DESCRIPTION IFS is a directive which sets the IF input source to the connected WVSR. 

SYNTAX IFS  [{<dss>_<band>_<polarization>}  | AUTO | { AUTO_RCP | AUTO_LCP} [FORCE]] 

where: 

<dss>_<band>_<polarization > - specifies the IF Switch Input source to be used. 

AUTO – equivalent to using “AUTO_RCP FORCE”.  Pick the DSS and Band from the predicts, 
don‟t care about the polarization 

AUTO_RCP – Pick the DSS and Band from the predicts, insists on RCP for the polarization 

AUTO_LCP – Pick the DSS and Band from the predicts, insist on LCP for the polarization 

FORCE – disables the polarization matching feature (primitive mode – get an IFS label) 

EXAMPLES IFS 14_X_RCP 

Specifies that the IF switch will be set to 14_X_RCP. 

DIALOG GUI Figure 2-8 shows the IFS Dialog, which is part of the WVSR CNF GUI.  Select “Auto” or select 
“New IF Source” and enter the text in the field provided.  Pressing the “OK” button will send the 
directive; “Cancel” will abort. 

NOTES The IFS directive can be used to change the source to the non default polarization (LCP, for 70 m. 
only) or to an antenna that has no predicts delivered.  The WVSR uses microwave switch 
information to determine the polarization of the input.  Events will happen if the polarization of the 
input does not match the microwave switch.  Operator intervention may be necessary. 

LIMITATIONS None. 

RESPONSES IFS INPUT IS 26_X_RCP, POLARIZATION IS RCP 

IF switch set by hardware 

SELECTED IFS IF_SOURCE 26_X_RCP != PRDX IF_SOURCE 15_X 

Predicts do not match IF input 
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IFS Set WVSR IF Switch to receive the IF signal from indicated source. 

 

REJECTIONS IFS INPUT IS 26_X_RCP, NOT 23_K_LCP 

23_K_LCP  not found 

IFS INPUT IS 26_X_LCP, POLARIZATION IS RCP, NOT LCP 

Polarization LCP not available 

IFS INPUT IS 25_X_RCP, POLARIZATION IS unknown, NOT RCP 

Microwave monitor data is not available. 
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Client Directives - Quick Reference 

IFS Set WVSR IF Switch to receive the IF signal from indicated source. 

 

 

Figure 2-8 Python Client IFS Dialog 
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Client Directives - Quick Reference 

LOG Enter text into log file and client windows 

 

DESCRIPTION LOG is a directive that adds the included text line to the log file and any other client windows. 

SYNTAX LOG < string > 

Where: 

< string > is any text 

EXAMPLES LOG Antenna to break 

LOG Client 3, please print spectra for files 

NOTES Log issues a progress advisory event 

LIMITATIONS 256 characters max.  A string stat exceeds this will be truncated at the beginning 

RESPONSES EVT 301 PROGRESS: hello all 

The directive has completed. 

REJECTIONS None 
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Client Directives - Quick Reference 

NOTFY Notify playback system of datafile recording schedule 

 

DESCRIPTION The NOTFY directive makes and sends a file of information to the DOR data playback system that 
contains the data filenames and record times used for post-processing. 

SYNTAX NOTFY [-i] <script filename> 

Where: 

-i  -  option to make an info file only 

<script filename> - the name of the Delta DOR script which specifies the recording schedule 

EXAMPLES NOTFY x_snQG_srA_sc005_dss25_pn0305_pb_XX_py2010_pd308.scr 

NOTES A delta DOR script is embedded with ## lines.  These contain information that is put into an info file 
by NOTFY.  There is one info file per experiment and this file resides in /wvsr/log. 

LIMITATIONS Notify is only used by the script automation and only issued once in the script after the end of the 
first scan recordings 

RESPONSES NOTFY COMPLETED 

The listed playback computer has taken responsibility for the data files (response in log only) 

REJECTIONS NOTFY FAILED 

The listed playback computer did not accept the notification (response in log only) 
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Client Directives - Quick Reference 

PPLOT Specify which plot is sent to the NMC Connection Summary PLOT display 

 

DESCRIPTION PPLOT is issued by a DOR script or by the operator to send ADC or channel FFT or Histogram 
plots to the NCS PLOT display. 

SYNTAX PPLOT  [<plot_type > [<chan_id>]] 

Where: 

<plot_type> - the type of plot to sent, FFT Spectrum – „FFT‟ or Data Histogram – „HIST‟ 

<chan_id> - The user defined channel identifier string 

EXAMPLES PPLOT fft 1N1 

NOTES A DOR script will issue PPLOT directives automatically so an operator will see the correct plot for a 
given scan.  The script will show the first plot assigned in a scan (i.e.: 1N1or 1W1). 

LIMITATIONS Only 1 plot is sent to the NCS displays at a time.  This is done to prevent operator confusion and to 
save bandwidth.   

RESPONSES pplot: plot_type = 'FFT', rsp_id = 1, input_id = 1, xil_id = 1, xil_chan = 1 

The NCS displays will see an FFT spectrum plot for channel „1N1‟ 

REJECTIONS Channel ‘hello’ not found 

No channel named „hello‟ 
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Client Directives - Quick Reference 

PRED Load predicts from file and sets various configuration parameters 

 

DESCRIPTION The PRED directive loads a predict file named in the directive and sets the predict time if there is a 
prdx shift set. 

SYNTAX PRED [<predict_file>  [ <prdx_shift>]] 

where: 

<predict_file> is the predict path and file name with extension, if any.  If the path is not specified, 

/wvsr/predicts is assumed. 

<prdx_shift> - is used to time shift the frequency predicts for testing.  It should take one of three 
forms.  "1234.56" - time shift predicts by number of seconds indicated.  "CURRENT" - time shift 
predicts to current time now.   "YY/DOY/HH:MM:SS" - time shift predicts to given time.   

The default is "NONE" which indicates a time shift of 0 sec. 

EXAMPLES PRED X_prdx current 

Use the specified predict file and shift the times to start now, an event notice will be generated 
when the table is loaded. 

DIALOG GUI Figure 2-13 shows the PRED Dialog, which is part of the Python CNF GUI.  Select a filename from 
the “Predict File List”.  Pressing the “OK” button will send the directive; “Cancel” will abort. 

NOTES Information in the predict‟s header is used for setting the IF switch link information and monitor 
data.  The default directory is /wvsr/predicts.  

LIMITATIONS None 

RESPONSES PRED: Filename = /wvsr/predicts/X_prdx 

The specified file has been loaded. 

REJECTIONS EVT 15 CRITICAL: PRDX PARSE FAILED: could not open file: '/wvsr/predicts/hello' 

The predicts file was not found  

EVT 15 CRITICAL: PRDX PARSE FAILED: unexpected EOF in file header: 
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PRED Load predicts from file and sets various configuration parameters 

 

'/wvsr/scripts/236260046.scr' 

Not a valid DLF predict file 
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Client Directives - Quick Reference 

PRED Load predicts from file and sets various configuration parameters 

 

 

Figure 2-9 Python Client PRED Dialog 



837-060, Rev. B 

 2-57  Client Directives:  REC 

U.S. Export Regulations controlled; refer to the title page for specifics. 

 

Client Directives - Quick Reference 

QUIT Terminate an experiment, disconnect and quit client 

 

DESCRIPTION QUIT is a directive that releases all resources associated with an experiment, disconnects and 
quits the client on the user workstation. 

SYNTAX QUIT 

EXAMPLES QUIT 

Shuts down the current experiment 

NOTES When QUIT is issued outside of an experiment, it will shut down all clients that do not have an 
experiment 

LIMITATIONS None. 

RESPONSES CLIENT DISCONNECTED 

The directive has been accepted and the quit process initiated. The client window will vanish. 

REJECTIONS None.  
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Client Directives - Quick Reference 

REC Enable/disable the recording of data samples by the WVSR 

 

DESCRIPTION REC is a directive which starts or stops the recording process.  REC also has a dialog interface 
(see below). 

SYNTAX REC [<chan_id> [E|D]] 

Where: 

<chan_id> - The user defined channel identifier string or “ALL” 

[E|D] - specifies whether function is enabled or disabled 

EXAMPLES REC 1w2 E 

Specifies that the data recording for channel “1w2” is to be started 

DIALOG GUI Figure 2-10 shows the REC Dialog, which is part of the Python STS GUI.  Select a channel and 
select “Enable” or “Disable” to start or stop the recording respectively.  Pressing the “OK” button 
will send the directive; “Cancel” will abort.  

NOTES A progress advisory event will be sent for each channel on changing record state.  Setting any 
channel to recording enabled will change the experiment state to RECORD. 

LIMITATIONS None. 

RESPONSES chan_id = 1w2, rec = Enable 

The directive has started and will complete when the channel is running. 

11/057 21:13:00 EVENT(301) CHAN 1n1 FIRST RECORD 11/057 21:13:01   

The directive has completed and the recording has started. 

REJECTIONS Channel 1w9 is not defined 

Channel “1w9” does not exist 
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Client Directives - Quick Reference 

REC Enable/disable the recording of data samples by the WVSR 

 

 

Figure 2-10 Python Client REC Dialog 
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Client Directives - Quick Reference 

RECFN Change filename for recording from default, or latest  

 

DESCRIPTION RECFN is a directive that changes the name of the file for subsequent data records to be written 
to. 

SYNTAX RECFN  [< schan_id > [<filename>]] 

where: 

<chan_id> - The user defined channel identifier string 

<filename> - specifies the new data filename for recording 

EXAMPLES RECFN  1N2  w1Bs053d43n001c1N2tQ.02-302-224400 

NOTES The default recording filename has the form <host_id>_<exp_id>_<chan_id>.YY_DDD_HHMMSS.  
The default filename is created at channel creation. 

LIMITATIONS No pathname can be input.  

RESPONSES chan_id = 1n1, recfn = w1Bs053d43n001c1N2tQ.02-302-224400 

The directive has completed. 

REJECTIONS Channel 1n2 is not defined 

Non-existent channel “1n2” 
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Client Directives - Quick Reference 

SCRPT Load script file 

 

DESCRIPTION SCRPT is a directive which loads the specified file in which there are timed and/or untimed 
operator directives.  These directives are executed in a timed directive or separate client and 
processed as though they were individually typed in from the keyboard.  SCRPT has a Python GUI 
dialog interface. 

SYNTAX SCRPT [ {<time_stamp> <directive>} | <script_file>] 

where: 

<time stamp> - Has the form YY/DDD_HH:MM:SS or HH:MM:SS  or +<seconds> and specifies the 
time to execute any directive in the future.   

<directive> - any unix command, including WVSR directives 

<script_file> - specifies the name of the script file that is to be loaded. 

EXAMPLES SCRPT /home/ops/script001.scr   

Specifies that the script file script001.scr be loaded. 

DIALOG GUI Figure 2-11 shows the Select Script Dialog, which is part of the WVSR CNF GUI.  Select a 
filename from the “WVSR Script List”.  Pressing the “OK” button will send the directive; “Cancel” 
will abort.  When in an NMC client connection, This dialog also provides full pathname of the 
previous script loaded.   

NOTES The default directory for scripts is /wvsr/scripts.  See Section 6.2 for scripting.  Scripts will be made 
automatically from Delta-DOR predicts delivered from SPS.  When the WVSR is put in a 
connection, a script can only be entered once from the client GUI to prevent multiple scripts 
running during a pass.   If a new script must be loaded, first use the QUIT directive to reset the 
client, bring up a new CNF display, and select the correct script.  A list of running scripts can be 
seen by issuing SCRPT with no arguments or using WHOIS –s.  A SCRPT directive followed by a 
time stamp and a script file will schedule the script as an “at” job. 

LIMITATIONS The SCRPT directive is valid only if connected to a WVSR. When in a NMC connection, only 
scripts relevant to the pass will appear (usually only 1). 
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SCRPT Load script file 

 

RESPONSES No response 

REJECTIONS Unable to open file '/wvsr/scripts/hello.scr' 

Script “hello.scr” not found 

 

 

 

 

 

 



837-060, Rev. B 

 2-63  Client Directives:  SCRPT 

U.S. Export Regulations controlled; refer to the title page for specifics. 

 

Client Directives - Quick Reference 

SCRPT Load script file 

 

 

Figure 2-11 Python Client SCRPT Dialog 
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Client Directives - Quick Reference 

SDPLR Specify type of Doppler shift to apply 

 

DESCRIPTION SDPLR is a directive which specifies what type of Doppler correction to use for a channel  

SYNTAX SDPLR [<chan id> < CARR | 1WAY | NONE >] 

Where: 

<chan_id> - The user defined channel identifier string or “ALL” 

EXAMPLES SDPLR 1N2 CARR 

Set the Doppler correction applied to the tone in channel “1N2” to the same as is applied to the 
carrier (either NONE, CARR or 1WAY) 

DIALOG GUI Figure 2-12 shows the SDPLR, which is part of the Python CNF GUI. Select a channel and then 
apply either “NONE”, “1WAY” or “CARR” Doppler to it.  Pressing the “OK” button will send the 
directive, “Cancel” will abort. 

NOTES None. 

LIMITATIONS None 

RESPONSES chan_id = 1N2, sdplr = Carr 

REJECTIONS Argument hello not found in list: Carr,1way,None 

“Hello” not a valid argument 

Channel hello is not defined 
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Client Directives - Quick Reference 

SDPLR Specify type of Doppler shift to apply 

 

 

Figure 2-12 Python Client SDPLR Dialog 
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Client Directives - Quick Reference 

SETP Set WVSR experiment configuration parameters. 

 

DESCRIPTION SETP is a directive that is used together with the specified parameter and value to set the 
parameter in the internal experiment configuration table.  See Section 2.1.3. 

SYNTAX SETP  [<parameter> <parm_value>] 

where: 

<parameter> - specifies the parameter to be set. 

<parm_value> - specifies the value to which the parameter is to be set. 

EXAMPLES SETP FFT_BIN_JUMP 10 

NOTES  

LIMITATIONS None   

RESPONSES fft_bin_jump = 10 

The directive has completed. 

REJECTIONS Unrecognized parameter hello 
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Client Directives - Quick Reference 

SFRO Set the frequency offset for a channel. 

 

DESCRIPTION SFRO sets the specified channel frequency offset to the specified frequency value.  The offset is 
relative to the predicts carrier plus any FRO frequency offset that has been specified, including any 
rate.  SFRO has a Python GUI dialog interface. 

SYNTAX SFRO  [<chan_id> [<freq[k|m|g]>]] 

where: 

<chan_id> - The user defined channel identifier string or “ALL” 

<freq> - specifies the frequency offset in Hz, or use or use case- insensitive „k‟, „m‟ or „g‟ for KHz, MHz, 

GHz respectively.   

EXAMPLES SFRO 3W2 20K 

Specifies that the frequency offset of channel “3w2” is to be set to 20.0 KHz. 

DIALOG GUI Figure 2-19 shows the SFRO Dialog, which is part of the Python STS GUI.  Select a channel and 
enter a new value in the field provided.  Pressing the “OK” button will send the directive; “Cancel” 
will abort. 

NOTES If SFRO puts the frequency out of baseband range the DDCLO will automatically change. 

LIMITATIONS The software will apply the offset, even though it might be invalid for the circumstances. 

RESPONSES chan_id = 1n1, sfro = 12300 

The directive has completed. 

CHAN # IF FREQ 703458001.0 IS OUTSIDE 10-639 MHz RANGE 

The freq value, added to the predicts, put the channel outside the range of the IF 

REJECTIONS Channel hello is not defined 

FREQ_OFFSET 1n1 must be real with optional K, M, or G appended 

Invalid offset value 
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Client Directives - Quick Reference 

SFRO Sets the frequency offset for a WVSR channel. 

 

 

Figure 2-13 Python Client SFRO Dialog 
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Client Directives - Quick Reference 

SLBL Set a channel‟s label string 

 

DESCRIPTION SLBL is a directive which changes sets the label of a channel to the specified text.  The text 
appears on status displays and plots corresponding to the channel specified. 

SYNTAX SLBL  [<chan_id> [<text>]] 

Where: 

<chan_id> - The user defined channel identifier string or “ALL” 

<text> - any character string  

EXAMPLES SLBL 1W1 QUASAR   

Set channel 1W1‟s label to “Quasar” 

NOTES None. 

LIMITATIONS The string will consist of the first non-whitespace set of characters in <text> in which only 15 
characters will be visible on the STS display. 

RESPONSES chan_id = 1W1, slbl = QUASAR 

The directive has completed. 

REJECTIONS Channel 1W6 is not defined 
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Client Directives - Quick Reference 

SRCID Set the Source ID field 

 

DESCRIPTION SRCID is a directive which changes sets the “Source ID:” field on the CNF display to the specified 
text. 

SYNTAX SRCID [<text>] 

Where: 

<text> - is any character string  

EXAMPLES SRCID 053 

Set the Source ID string to “053” 

NOTES This directive is normally set automatically by a WVSR script with the purpose of showing the 
operator which source (spacecraft or quasar) is currently being tracked. 

LIMITATIONS The string will consist of the first non-whitespace set of characters in <text> in which only 15 
characters will be visible on the CNF display. 

RESPONSES Source_ID = 053 

The directive has completed. 

REJECTIONS None. 
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Client Directives - Quick Reference 

WAY Set WAY for choosing the correct subset of the carrier predicts 

 

DESCRIPTION WAY sets the specified WAY for determining which subset of carrier frequency predicts is to be 
used from the file chosen with PRED.  

SYNTAX WAY  [<way> [<dss_id>]] 

where: 

<way> - specifies the WAY to be used. <1 | 2 | 3> 

<dss_id> - specifies the up-link station for 3-way. 

EXAMPLES WAY 1 

Specifies that the WAY should be set to 1-way. 

WAY 3 15 

Specifies that the WAY should be set to 3-way with uplink from 15 

DIALOG GUI Figure 2-14 shows the WAY Dialog, which is part of the Python CNF GUI.  Select either 1, 2, or 3-
Way.  Selecting “3-Way” requires an uplink DSS number (integer: 1-99) to be entered in the field 
provided.  Pressing the “OK” button will send the directive; “Cancel” will abort. 

NOTES If the requested 3_way is not in the predicts set, the 2_way should be close enough for tracking. 

LIMITATIONS The requested 3_way must be in the predicts set in use. 

RESPONSES TRACKING MODE: way = 2, uplink dss = 15 

The directive has completed for 2 way. 

REJECTIONS EVT 14 CRITICAL: '/wvsr/predicts/X_prdx' PRDX SEARCH FAILED 

3 way predicts for this uplink dss were not found in the set. 

 



837-060, Rev. B 

 2-72  Client Directives:  WAY 

U.S. Export Regulations controlled; refer to the title page for specifics. 

 

 

Figure 2-14 Python Client WAY Dialog 
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Client Directives - Quick Reference 

WHOIS Respond with information on a client or clients 

 

DESCRIPTION WHOIS is a directive that displays the information on the requested client on the connected 
WVSR. 

SYNTAX WHOIS [-s] 

EXAMPLES WHOIS  -s 

Answers with information about script clients 

NOTES Any client connected to a WVSR can issue OD‟s, etc.  If a client is the current one in use, the 
Session ID (sid) will be pre-pended with an asterisk (*). 

LIMITATIONS The WHOIS directive is only as informative as the original connecting command lines. 

RESPONSES   sid   | exp | name  | phone 

-------+-----+-------+------- 

 20761* | e1  | steve | 47330 

This is the information on the client requested  

   sid    | scrpt 

--------+------- 

*20761 | test.scr 

Script information using the –s option 

REJECTIONS None 
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2.3 Python Client Menus - Detailed Description 

The WVSR CNF display has a menu bar which contains pulldown menus.  The pulldown menus are used to control the 
displays.  The menu bar contains the Displays and Help menus as well an additional menu: Directives.   

2.3.1 Displays Pulldown Menu 

The Displays pulldown menu, shown in Figure 2-15, contains the following items: 

(1)  Channel Status (STS):  Click on this menu item to launch the Channel Status display.  This display automatically 
launches with the CNF display and is not an independent Display. 

(2)  Exit:  Choose this menu item to exit the current display.  This will close the CNF display in an NMC connection but 
disconnect the client (DISC directive) in a remote client connection. 
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Figure 2-15 Displays Menu 
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2.3.2 Graphics Pulldown Menu 

The Graphics pulldown menu, shown in Figure 2-16, contains the following items: 

(1)  ADC FFT Spectrum Plot:  Launch the ADC (IF input)  FFT frequency spectrum plot 

(2)  ADC Data Histogram Plot:  Launch the ADC (IF input)  data sample histogram plot 

 

Figure 2-16  Graphics Menu 
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2.3.3 Directives Pulldown Menu 

The Directives pulldown menu contains the following items: 

(1)  DISC: Issues the “DISC” directive. 

(2)  QUIT: Issues the “QUIT” directive. 

 

Figure 2-17 Directives Main Menu 
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2.4 Icons 

The WVSR displays can be minimized to conserve screen space.  A minimized display appears as an icon with an icon 
name below it.  The icon name is a shortened form of the text shown in the title bar. 

2.5 Forms 

There are no forms produced by the WVSR. 

2.6 Function Keys 

The WVSR does not make use of any function keys 

2.7 Other Interactions 

The WVSR will not respond to voice commands or kicks. 
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 SECTION 3

MONITORING AND STATUS DISPLAYS 

3.1 Displays - Quick Reference 

DISPLAY 

MNEMONIC 
DESCRIPTION ASSOCIATED 

DISPLAYS 
XREF 

CNF Displays configuration, status and performance of a WVSR 
experiment,  

STS (Python) 3-6 

3-7 

FFT<chan_id> Displays spectrum plot for a given channel.  Python client only. None 3-11 

3-12 

FFT Displays ADC spectrum plot for the experiment IF input.  Python 
client only. 

None 3-11 

3-12 

HIST<chan_id> Displays histogram plot for a given channel.  Python client only. None 3-18 

3-19 

HIST Displays the ADC amplitude histogram for the experiment IF input.  
Python Based client only. 

None Error! 
Bookmar

k not 
defined. 

3-21 

PLOT Displays a plot of user selected data.  NMC Connection Summary 
client only. 

 

None 3-24 
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DISPLAY 

MNEMONIC 
DESCRIPTION ASSOCIATED 

DISPLAYS 
XREF 

PTH <chan_id> Displays the power time history plots for a channel.  .  Python Based 
client only. 

 

None 3-24 

FTH <chan_id> Displays the residual frequency time history plots for a channel.  .  
Python Based client only. 

 

None 3-16 

3-17 

STH <chan_id> Displays the sky frequency time history plots for a channel.   Python 
Based client only. 

 

None 3-16 

3-17 

STS Displays configuration, status and performance of all channels in an 
experiment. 

CNF (Python) 3-29 

3-30 

3.2 Displays - Hierarchy 

The WVSR subsystem produces both numeric and graphic displays.  These displays can be classified into five types: 

(1) Displays of configuration, status, and performance 

(2) Directive dialog and selection windows. 

(3) Spectrum plots. 

(4) Histogram plots. 

(5) Time history charts. 

For the NMC CSD client, displays are launched from the Level 1 WVSR displays by clicking on the “Display Launcher” bar 
and selecting the icon corresponding to CNF, STS or PLOT.  For the Python client, all displays except the CNF can be 
triggered from the CNF and STS displays using the pull-down menus and launch buttons.   
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CNF WVSR‟s main config., and perf. display. 

 

STS WVSR‟s main Chan status, and perf. display. 

 

GRAPHICS WVSR's plotting choices 

 

FFT [<chan_id>] Spectrum plot of experiment ADC, or a channel, 

which updates periodically 

HIST [<chan_id>] Histogram plot of experiment ADC, or a channel, 

which updates periodically 

PLOT Plot of PPLOT selected data for NMC CSD client  

PTH <chan_id> Measured Pc/No time history display of narrowband channels  

FTH <chan_id> Measured frequency residual time history display of 
wideband channels 

STH <chan_id> Measured frequency residual time history display of 
wideband channels 
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3.3 Displays - Detailed Description 

 Displays - Quick Reference 

CNF WVSR configuration display 

 

 

 

Figure 3-1 NMC CSD CNF Display 
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 Displays - Quick Reference 

CNF WVSR configuration display 

 

 

Figure 3-2 Python CNF Display 
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 Displays _ Quick_Reference 

CNF WVSR configuration display 

 

DESCRIPTION This display provides top-level configuration and commands for running a WVSR experiment.   

NOTES 

 

If used as a remote client, the command xterm window will automatically attach to the bottom of 
the CNF display and remains there. 

LIMITATIONS  

DATA This display contains the following elements which are keyed to the previous figure 

 A Browser Controls (NMC CSD only) – Web browser controls for manual loading a display 
page 

Title Bar (Python only) - Specifies host, display type,  and experiment ID 

 B Connection Info and Controls (NMC CSD only)  – shows connection information, logs, 
plot controls 

Menu Bar (Python only) 

 The “Displays” pull-down menu contains Channel STS and Exit 

 The “Graphics” pull-down menu contains the WVSR ADC plot displays. 

 The “Directives” pull-down menu contains the DISC and QUIT directives 

 The “Help” pull-down menu contains the pdf-formatted Software Operator‟s 
Manual (SOM) and Operations and Maintenance Manual (OMM) provided xpdf is 
installed. 

 C Connection Bar (Python only) 

 Site: the SPC ID of the WVSR 0, 11, 10, 40 or 60 

 A time tag on the right end indicates the DOY and time of last received data. 

 D Work Area 

The work area contains six groups:  (a) WVSR Status Info, (b) Command, (c) Predicts 
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CNF WVSR configuration display 

 

Info, (d) Digitizer Info, (e) Signal Info, and (f) Frequency Info. 

  (a) WVSR Status Info Group 

 State: Indicates whether the WVSR is in the IDLE, RUN or RECORD 
state 

 Status:  Indicates the status level of the WVSR.  Will retain color for one 
minute after each warning or Critical event notice, even if disabled with 
EVT. 

 Disk Left:  Shows the percentage of disk space available for recording on 
both A and B WVSRs.  This field will display a warning (yellow) color if 
recording and the configured warning limits have been exceeded (see 
SETP DISK_FULL_WARN_TIME).   

  (b) Command Group 

 Select Script… (option menu/button):  Launches the SCRPT dialog 

 Load Experiment… (button): Loads a new or different WVSR experiment 
(Python only) 

  (c) Predicts Info Group 

 DSS: Indicates the Deep Space Station of the predicts 

 SCN: Indicates the Space Craft Number of the predicts 

 PASS: Indicates the pass number of the predicts 

 Uplink Band: Indicates either a S, X or Ka uplink band 

 Downlink Band: Indicates either a S, X or Ka downlink band 

 Tracking Mode: Indicates either a 1-Way, 2-Way or 3-Way tracking mode 

 Predicts Shift: Indicates how far the predict timetags are to be shifted 

 Predicts File: Shows the predicts filename.  Has an overflow scroll bar for 
long filenames. 
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CNF WVSR configuration display 

 

 WAY… (button): Launches the Tracking Mode dialog 

 PRED… (button): Launches the PRED dialog 

  (d) Digitizer Info Group 

 ADC Peak:  Displays the current ADC peak value 

 ADC Max Peak: Displays the maximum peak possible for the ADC 

 ADC RMS: Displays the current ADC RMS value 

 ADC Amp: Displays the current ADC Amplitude 

 Desired Amp:  Shows the Desired Amplitude for the ADC 

 ATT Setting: Displays the current Attenuator setting 

 Input ID: Displays the IF input allocated to the experiment, 1 or 2 

 ATT… (button): Launches the ATT dialog 

  (e) Signal Info Group 

 Source ID: Indicates the source currently being tracked.  During a DOR 
pass, the current scan number will be appended to the Source ID after a 
„/‟. 

 IF Source:  Displays the currently selected IF source: 
<dss>_<band>_<pol> 

  (f) Frequency Info Group 

 RF Frequency: Displays the current predicted RF frequency 

 IF Frequency: Displays the currently predicted IF frequency 

 RF to IF LO: Displays the RF to IF LO 

 FRO (1-Way):  Displays the 1-way frequency offset 

 FRO (2/3-Way): Displays the 2 or 3-way frequency offset 

 FRR (1-Way): Displays the 1-way frequency offset rate 
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CNF WVSR configuration display 

 

 FRR (2/3-Way): Displays the 2 or 3-way frequency offset rate 

 FROV: Displays the frequency override 

 FRO… (button): Launches the FRO dialog 

 FRR… (button): Launches the FRR dialog 

 FROV… (button): Launches the FROV dialog 

 E Display Launcher (NMC CSD only) - Click on bar to see a list of other WVSR displays to 

launch 
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 Displays – Quick_Reference 

FFT <chan_id> Channel frequency spectrum plot 

 

 

Figure 3-3 Channel FFT Plot 
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 Displays – Quick_Reference 

FFT <chan_id> Channel Frequency Spectrum Plot 

 

DESCRIPTION This display provides an FFT spectrum plot for a channel.  

NOTES When the related channel is deleted, the plot will display any residual data with gray color.  If a 
channel of the same name is created,  the plot will resume showing the data even if the 
configuration has changed.  The plot will turn green on recording enabled.  Plot defaults can be 
changed using the Python Matplotlib tool bar. 

LIMITATIONS The connection bar shows connection colors and pull downs only when using this display in an 
NMC connection 

DATA This display contains the following elements which are keyed to the previous figure 

 A Title Bar - Shows host, plot type and experiment ID 

 B Connection Bar – shows Site: the SPC ID of the WVSR 0, 10, 21, 40 or 60 

 C Plot Area 

Contains the plot, supporting scroll bars and labels.  

 D Plot Control Area - Python Matplotlib tool bar   
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FFT <chan_id> Channel Frequency Spectrum Plot 

 

 E Status Area 

 Tone Detected:  Indicates if a tone has been detected  

 Fgain Px/No:  Displays the predicted SNR 

 Meas Px/No:  Displays the measured SNR 

 Intg Time:  Displays the integration time in seconds of data update 

 FFTNP: Displays the number of points in each average set with the FFTNP 
directive 

 FFTNA: Displays the number of  FFT Spectrum averages set with the FFTNA 
directive 

 FFTZF:  Displays the zero fill factor set with the FFTZF directive 

 FFTTI:  Displays the minimum time interval, in seconds, between plot updates, set 
with the FFTZF directive 

 Bin Size: Displays the FFT frequency bin size 

 Resid Freq:  Displays the measured residual frequency 

 Sky Freq:  Displays the measured sky frequency 

 Plot Time: Indicates when the WVSR started the collection of the plot data 
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 Displays – Quick_Reference 

FFT ADC frequency spectrum plot 

 

 

Figure 3-4 ADC FFT Plot 
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 Displays – Quick_Reference 

FFT ADC Frequency Spectrum Plot 

 

DESCRIPTION This display provides a spectrum plot for the IF Input ADC. It shows the entire IF spectrum 0-640 
MHz. 

NOTES Plot defaults can be changed using the Python Matplotlib tool bar 

LIMITATIONS None 

DATA This display contains the following elements which are keyed to the previous figure 

 A Title Bar - Shows host, plot type and experiment ID 

 B Connection Bar – shows Site: the SPC ID of the WVSR 0, 11, 10, 40 or 60 

 C Plot Area 

Contains the plot, supporting scroll bars and labels.  

 D Plot Control Area - Python Matplotlib tool bar   

 E Status Area 

 FFTNP: Setting for number of points in each average 

 FFTNA: Setting for number of averages 

 Desired Amp:  Shows the Desired Amplitude for the ADC 

 ADC Amp: Displays the current ADC Amplitude 

 Bin Size: Indicates the FFT frequency bin size 

 IF Source:  Displays the currently selected IF source 

 ATT Setting: Displays the current Attenuator setting 

 Plot Time: Indicates when the WVSR started the collection of the plot data 
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 Displays - Quick Reference 

FTH <chan_id> Channel Residual Frequency Time History Display 

 

 

Figure 3-5 Channel RFTH Display 
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 Displays - Quick Reference 

FTH <chan_id> Channel Residual Frequency Time History Display 

 

DESCRIPTION This display provides a Frequency Time History plot for a channel.   

NOTES Plot defaults can be changed using the Python Matplotlib tool bar 

LIMITATIONS A maximum of 2048 points is shown in the window.  Older data is shifted out 

DATA This display contains the following elements which are keyed to the previous figure 

 A Title Bar - Shows host, plot type and experiment ID 

 B Connection Bar – shows Site: the SPC ID of the WVSR 0, 11, 10, 40 or 60 

 C Plot Area 

Contains the plot, supporting scroll bars and labels.  

 D Plot Control Area - Python Matplotlib tool bar   
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 Displays - Quick Reference 

HIST <chan_id> Channel Sample Data Histogram 

 

 

Figure 3-6 Channel HIST Display 
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 Displays - Quick Reference 

HIST <chan_id> Channel Sample Data Histogram 

 

DESCRIPTION 

 

This display provides a plot of the data histogram for a given channel.  This plot provides a 
measure of how efficiently data is being represented by discreet digital levels. 

NOTES When the WVSR is halted, the plot will display any residual data with gray color. 

LIMITATIONS The connection bar shows connection colors and pull downs only when using this display in an 
NMC connection 

DATA This display contains the following elements which are keyed to the previous figure 

 A Title Bar - Shows host, plot type and experiment ID 

 

 B Connection Bar – shows Site: 0, 11, 10, 40 or 60 

 C Plot Area - Contains the plot, supporting scroll bars and labels.  

 D Plot Control Area - Python Matplotlib tool bar   

 E Status Area 

 Data RMS:  Displays the RMS value of the current plot data 

 Fgain Px/No: 

 Fgain Mult 

 Data Peak: Indicates the peak digital level being used to represent the data, out of 
the total levels available for the current plot 

 Max Data Peak: 

 Plot Time:  Indicates the time that the WVSR sent the plot data 
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 Displays - Quick Reference 

HIST ADC Sample Data Histogram 

 

 

Figure 3-7 ADC HIST Display 
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 Displays - Quick Reference 

HIST ADC Sample Data Histogram 

 

DESCRIPTION 

 

This display provides a plot of the Analog to Digital Converter (ADC) Histogram. This plot provides 
a measure of how efficiently data is being represented by discreet digital levels across the 640 
MHz input band. 

NOTES Plot defaults can be changed by clicking on the Python Matplotlib tool bar 

LIMITATIONS The connection bar shows connection colors and pull downs only when using this display in an 
NMC connection 

DATA This display contains the following elements which are keyed to the previous figure 

 A Title Bar - Shows host, plot type and experiment ID 

 

 B Connection Bar – shows Site: 0, 11, 10, 40 or 60 

 C Plot Area - Contains the plot, supporting scroll bars and labels.  

 D Plot Control Area - Python Matplotlib tool bar   

 E Status Area 

 Data RMS:  Displays the RMS value of the current plot data 

 ADC AMP: Indicates the amplitude of the data relative to an amplitude that would 
saturate the ADC 

 ATT Setting: Indicates the desired attenuator setting that was specified using the 
ATT directive 

 Data Peak: Indicates the peak digital level being used to represent the data, out of 
the total levels available for the current plot 

 Desired AMP: Indicates the desired attenuator amplitude that was specified using 
the ATT directive 

 Plot Time:  Indicates the time that the WVSR sent the plot data 
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 Displays - Quick Reference 

PLOT Plot the PPLOT specified data for the NMC CSD client 
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PLOT Plot the PPLOT specified data for the NMC CSD client 

 

Figure 3-8 NMC CSD PLOT display configured to show a channel FFT 

 Displays - Quick Reference 

PLOT Plot the PPLOT specified data for the NMC CSD client 

 

DESCRIPTION 

 

This display provides a plot of data that is selected using the PPLOT directive.  This display is 
launched using a web browser and is available for use by the NMC CSD client only. 

NOTES During a pass, a script can contain PPLOT directives which automatically switch what is viewed in 
the plot window by the operator (i.e.: switched for each scan).   

LIMITATIONS The NMC CSD client can only show one set of  plot data at a time. 

DATA This display contains the following elements which are keyed to the previous figure 

 A Browser Controls – Web browser controls for manual loading a display page 

 B Connection Info and Controls – shows connection information, logs, plot controls 

 C Plot Area - Contains the plot, supporting scroll bars and labels.  

 D Status Area – Shows fields relevant to the plot.  Same as corresponding Python plots 

 E Display Launcher - Click on bar to see a list of other WVSR displays to launch 
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 Displays - Quick Reference 

PTH <chan_id> Channel Signal Power to Noise Ratio Time History Displays 

 

 

Figure 3-9 Channel PTHN Display 
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 Displays - Quick Reference 

PTH <chan_id> Channel Signal Power to Noise Ratio Time History Display 

 

DESCRIPTION This display provides a Signal to Noise Ratio (SNR) power time history plot for a channel.   

NOTES Plot defaults can be changed using the Python Matplotlib tool bar 

LIMITATIONS A maximum of 2048 points is shown in the window.  Older data is shifted out 

DATA This display contains the following elements which are keyed to the previous figure 

 A Title Bar - Shows host, plot type and experiment ID 

 B Connection Bar – shows Site: the SPC ID of the WVSR 0, 10, 21, 40 or 60 

 C Plot Area 

Contains the plot, supporting scroll bars and labels.  

 D Plot Control Area - Python Matplotlib tool bar   
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 Displays - Quick Reference 

STH <chan_id> Channel Sky Frequency Time History Display 

 

 

 Figure 3-10 Channel SFTH Display 
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 Displays - Quick Reference 

STH <chan_id> Channel Sky Frequency Time History Display 

 

DESCRIPTION This display provides a measured sky frequency time history plot for a channel.   

NOTES Plot defaults can be changed using the Python Matplotlib tool bar 

LIMITATIONS A maximum of 2048 points is shown in the window.  Older data is shifted out 

DATA This display contains the following elements which are keyed to the previous figure 

 A Title Bar - Shows host, plot type and experiment ID 

 B Connection Bar – shows Site: the SPC ID of the WVSR 0,10, 21, 40 or 60 

 C Plot Area 

Contains the plot, supporting scroll bars and labels.  

 D Plot Control Area - Python Matplotlib tool bar   
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 Displays - Quick Reference 

STS WVSR Channel Status Display 

 

 

 Figure 3-11 NMC CSD STS Display 
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 Displays - Quick Reference 

STS WVSR Channel Status Display 

 

 

Figure 3-12 Python STS Display 
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 Displays - Quick Reference 

STS WVSR Channel Status Display 

 

DESCRIPTION This display provides detailed status and configuration for the WVSR 

NOTES Configured channels are viewed as rows in the channel status area.  Selecting a channel with the 
mouse will enable plot buttons and dialogs to work for that channel.  To de-select a channel row to 
see the status color, double click on it. 

LIMITATIONS Channels must be deleted from the command line 

DATA This display contains the following elements which are keyed to the previous figure 

 A Browser Controls (NMC CSD only) – Web browser controls for manual loading a display 
page 

Title Bar (Python only) - Specifies host, display type,  and experiment ID 

 B Connection Info and Controls (NMC CSD only)  – shows connection information, logs, 
plot controls 

Connection Bar (Python only) 

 Site: the SPC ID of the WVSR 0, 10, 21, 40 or 60 

 A time tag on the right end indicates the DOY and time of last received data. 
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STS WVSR Channel Status Display 

 C Channel Status Area – the following apply to a given channel row 

 Chan ID: Displays the user defined channel identifier string 

 Label: Displays the user defined label.  “QUASAR” or “SC” for a Delta DOR pass 

 Status: Displays the Mon-2 status 

 Recording:  Displays the recording status 

 Sig Detect:  Displays whether signal is detected if the frequency is close to the 
previous 

 Px/No:  Displays the measured SNR, valid only of signal is detected 

 Resid Freq:  Displays the measured residual frequency 

 Sky Freq:  Displays the measured sky frequency  

 FGAIN Px/No:  Displays the configured predicted Px/No value set by the FGAIN 
directive 

 FGAIN Mult:  Displays the configured multiplier value set by the FGAIN directive 

 BW:  Displays the configured bandwidth set by the CHAN directive 

 Bits:  Displays the configured number of bits set by the CHAN directive 

 SFRO:  Displays the single channel frequency offset set by the SFRO directive 

 DDCLO:  Displays the Digital Downconverter Local Oscillator frequency set by the 
DDCLO directive 

 SDLPR:  Displays the Doppler information 

 Data Filename:  Shows the default data filename, or one set by the RECFN 
directive 
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STS WVSR Channel Status Display 

 D Display Launcher (NMC CSD only) - Click on bar to see a list of other WVSR displays to 

launch 

Bitrate Statistics (Python only) 

 Configured Rate:  Displays the configured bit rate for the experiment 

 Total Shared Rate:  Displays the total shared rate configured for all experiments 
on the WVSR.  It is not advisable for this to exceed 256000 Kbits/sec 

 E Plots for Selected Channel (Python only) 

 FFT Spectrum…(button):  Launch the channel FFT spectrum plot 

 Data Histogram…(button):  Launch the channel data sample histogram plot 

 Px/No History…(button):  Launch the channel Px/No time history plot 

 Resid Freq History…(button):  Launch the channel residual frequency time history 
plot 

 Sky Freq History…(button):  Launch the channel sky frequency time history plot 

 F Channel Commands (Python only) 

 Configure Channel…(button):  Launch the CHAN dialog 

 REC…(button):  Launch the REC dialog 

 SFRO…(button):  Launch the SFRO dialog 

 FGAIN…(button):  Launch the FGAIN dialog 

 SDPLR…(button):  Launch the SDPLR dialog 
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 Displays - Quick Reference 

TCLIENT Text client for tconnect interface 

 

 

Figure 3-13 Text client or tconnect 
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 Displays - Quick Reference 

TCLIENT Text client for gconnect interface 

 

 

Figure 3-14 tclient attached to CNF display for gconnect interface 
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 Displays - Quick Reference 

TCLIENT Text client for gconnect or tconnect interface 

  

DESCRIPTION The Text Client (tclient) is the command line interface for the WVSR in the stand-alone mode.  All 
directives and displays can be entered on the command line of the tclient.  The tclient also 
provides event notices from the WVSR. 

NOTES 

 

When running as a remote or NMC gconnect, the tclient window will attach itself to the bottom of 
the CNF display upon startup of the WVSR client with the same vertical size and resizing to the 
CNF display horizontally (gconnect).  A “d attach” directive issued in the tclient window will toggle 
between attached and separate. When running tconnect, the command line is in the original 
window.  

LIMITATIONS The tclient cannot be resized when attached to the CNF display in the active window.  

DATA None 
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 SECTION 4

MESSAGES 

4.1 Event Notices 

Event notices within the WVSR are all implemented throughout the code.  They fall into several categories, including 
PROGRESS, WARNING, CRITICAL and DEVIATION.  All of these show up in the WVSR Log file and color-coded in the 
command window of the WVSR client but without leading category.  The text only client (tconnect) does not have color, so 
operators using this must know the event status by number ranges. 

 

1 CRITICAL, "EXPID FAILED |" 

Cause: Experiment ID failed to be set 

Description: The failure to set the experiment ID means that no monitor data will flow 

Action: Make sure there are IF  inputs available for the experiment (i.e.: not competing with other experiments).  Restart the 

WVSR client which issued the event notice. It may be necessary to restart all experiments of the WVSR. If problems persist a 

spare WVSR should be used to complete the pass. In either case maintenance personnel should be notified of the problem. 

 

4 CRITICAL, "DPC INTERNAL ERROR”  

5 CRITICAL, "START ERROR |"  

 Cause: A critical error has occurred. 

 Description: These errors should not happen, if they do it indicates that the WVSR software has been corrupted or the WVSR 

hardware has become unstable. 

 Action: Restart the WVSR which issued the event notice. It may be necessary to restart all experiments running on the WVSR. 

If problems persist, a spare WVSR should be used to complete the pass. In either case maintenance personnel should be notified of the 

problem. 
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6 CRITICAL, "IFS INPUT |" 

 Cause: The WVSR encountered an error while setting the IF switch. 

 Description: In response to an "ifs" command the WVSR sends commands to the IFS in order to have its IF signal set to the 

desired source. If the IFS does not acknowledge the command or returns an error code the WVSR issues an event notice displaying 

info about the error. 

 Action: Maintenance personnel should be called in to resolve the problem with the IF switch. When the IFS is working, re-

issue the "ifs" command. 

  

7 CRITICAL, "CHAN | RECORD JUMPED FROM | TO |" 

 Cause: channel data is missing/out of sequence. Data has been lost.  

 Description: While recording channel data, the WVSR checks the timestamp of each data record to ensure continuous, 

sequential data. If a gap is detected the WVSR issues an event notice. 

 Action: Occasional errors may occur and may not be a problem.  Free up the WVSR's computer resources by reducing 

unnecessary activities. If problem persists, consider using channels with narrower bandwidths. 

   

9 CRITICAL, "CHAN | FAILED TO SAVE RECORD |"  

 Cause: Unrecoverable error writing data to disk. Data has been lost. 

 Description: The WVSR stores recorded channel data in a custom file system which spans multiple disks. This event will be 

reported if an attempt at writing a data record to disk fails. 

 Action: Stop further attempts at recording to the channel using the "rec" command (or suspend all channels via the "rec" 

command). Co 

rrect the underlying disk problem. Restart channel recording using the "rec" command 

  

13 CRITICAL, "NO MSEC INTERRUPTS DETECTED ON RSP" 

 Cause: The msec interrupt signal provided by the VME boards is missing. 
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 Description: The WVSR cannot function without the msec interrupt signal provided by the APE board. The lack of msec 

interrupts indicates that there is a problem with the APE boards or that one or all of the serial IO signals processed by the APE board 

is bad. 

 Action: Restart the WVSR which issued the event notice. It may be necessary to restart all experiments on the WVSR. If the 

WVSR fails to restart then maintenance personnel should be called in to find the source of the error.  

  

14 CRITICAL, "| PRDX SEARCH FAILED" 

 Cause: A search of the specified predicts failed to return a valid data point.  

 Description: While running, a WVSR experiment searches the predicts for current data points each second. If no data point in 

the predicts matches the specified search parameters an event notice is issued.  

 Action: Verify that the predicts are correct. Restart the WVSR experiment with the corrected predicts file.  

  

15 CRITICAL, "PRDX PARSE FAILED : | : |" 

 Cause: The WVSR experiment failed to parse the specified predicts file.  

 Description: The WVSR experiment encountered a problem while opening or parsing the specified predicts file. The name of 

the problematic predicts and a brief description of the problem are included the event notice. 

 Action: Verify that the predicts are correct. Restart the WVSR experiment with the corrected predicts file.  

  

16 CRITICAL, "ADC AMP OF | INDICATES THE IF SIGNAL MAY BE MISSING"  

 Cause: The IF signal feeding the WVSR digitizer (IFD) appears to be missing. 

 Description: The WVSR monitors the signal level at the RSP input. Signal levels below -35.0 dB usually indicates that the IF 

signal is missing.  

 Action: Verify that the WVSR digitizer is receiving a good IF signal. 

  

17 CRITICAL, "|" 

 Cause: The WVSR data processor & controller (DPC) and realtime signal processor (RSP) have lost a network connection. 



837-060, Rev. B 

 4-4 MESSAGES 

U.S. Export Regulations controlled; refer to the title page for specifics. 

 

 Description: The WVSR data processor and realtime processor use network socket connections to communicate. If the WVSR 

detects that one of these connections has been lost an event notice is issued. 

 Action: Restart the WVSR experiment which issued the event notice. It may be necessary to restart all experiments of the 

WVSR. Maintenance personnel should be notified of the problem. 

  

18 CRITICAL, "CHAN FAILED: |" 

 Cause: The WVSR failed to successfully process the CHAN command. 

 Description: If the WVSR fails to successfully process CHAN, an event notice is issued. This event is usually triggered by an 

invalid CHAN command or CHAN issued with invalid arguments. 

 Action: If the CHAN issued was valid then examine previous event messages for possible information regarding the CHAN 

failure. Reissue CHAN after error condition has been resolved. 

 

19 CRITICAL, "DMA ERROR" 

 Cause: A hardware error related to recording has occurred on the WVSR RSP. 

 Description: The WVSR RSP uses DMA transfers to read data from the APE board. If a DMA transfer does not complete 

successfully this event notice is issued. 

 Action: If the error is reported only occasionally (less than once every 15 minutes) and the WVSR's performance is nominal 

then no immediate action is necessary, however the Exception Handler should be notified for resolution of the problem. If the error 

occurs more frequently and appears to be correlated with degraded performance then a spare WVSR should be used to record the 

remainder of the pass.  

 

102 WARNING, "NTP TIME DIFFERS FROM PPS TIME BY | SECS"   

 Cause: The WVSR data processor and realtime processor times do not agree. 

 Description: The WVSR data processor obtains current time via a network connection to an NTP server. The WVSR RSP 

obtains relative time via the Pulse Per Second (PPS). If the DPC time and the RSP time do not agree an event notice is issued. 

 Action: Verify that the WVSR DPC and RSP  are able to obtain time information from their respective sources. 
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105 WARNING, "RSP LOST MSEC SYNC | TIMES, SW_MSEC = |, HW_MSEC = |"   

 Cause: The software msec counter did not agree with the hardware msec counter. 

 Description: On startup the WVSR realtime processor initializes a software msec counter with the value read from a hardware 

msec counter on one of the VME boards. Thereafter it verifies msec synchronization with the hardware on each msec interrupt. If at 

some point after startup the software msec counter does not agree with the hardware msec counter an event notice will be issued and 

the software msec counter will be reset. 

 Action: These errors are usually triggered by serial IO errors. If these errors occur and are not accompanied by serial IO errors 

and the errors occur frequently and appear to be correlated with degraded performance then a spare WVSR should be used to complete 

the pass and maintenance personnel should be called in to resolve the problem. 

  

107 WARNING, "DPC MDLS PROCESS RAN LONG | TIMES" 

108 WARNING, "RSP MSEC PROCESS PRE-SCHED SET TOO LOW"  

 Cause: The specified task on the realtime processor ran long. 

 Description: The msec and mdls tasks on the realtime processor are started at regular intervals (every msec, and every second). 

Before the task is started for the current interval a check is performed to see if the task has finished processing for the previous 

interval. If the task is not finished then an appropriate "task ran long" event notice is issued. 

 Action: If the error is reported only occasionally (less than once every 15 minutes) and the WVSR's performance is nominal 

then no corrective action is necessary, however the Exception Handler should be notified for resolution of the problem. If the error 

occurs more frequently and appears to be correlated with degraded performance then a spare WVSR should be used to complete the 

pass and maintenance personnel should be called in to resolve the problem. 

  

109 WARNING, "ADC AMP OF | EXCEEDS MAX AMP ERR OF |" 

 Cause: The signal level at the RSP input is out of range of the specified desired amp. 

 Description: The WVSR periodically measures the signal level at the RSP input. If the signal level is not within range of the 

desired signal level an event notice is issued. 

 Action: Issue an "att auto" command. Note that adjusting the attenuator will cause a phase jump in the recorded data. If the 

problem persists verify that the WVSR digitizer (IFD) is receiving a good IF signal.  
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112 WARNING, "CHAN | HIGH 2BIT DATA" 

 Cause: The channel's data has an excessive number of samples at the upper and lower peak values. 

 Description: This event notice is only valid for channels configured to use 2 bit samples. It is issued when the channel's data 

has an excessive number of samples at the upper and lower peak values. This condition degrades the quality of the 2 bit sample data. 

 Action: Examine the channels histogram display to verify the condition. The peak bins of the histogram should contain 1/3 of 

the total histogram samples. If the signal level at the ADC is too high (> -8.0), adjust the setting of the IFD attenuator with an "att 

auto" command. Use the "fgain" command to adjust the channel filter gain to the appropriate value. 

  

113 WARNING, "CHAN | LOW 2BIT DATA" 

 Cause: The channel's data has too few samples at the upper and lower peak values. 

 Description: This event notice is only valid for channels configured to use 2 bit samples. It is issued when the channel's data 

has too few samples at the upper and lower peak values. This condition degrades the quality of the 2 bit sample data. 

 Action: Examine the channels histogram display to verify the condition. The peak bins of the histogram should contain 1/3 of 

the total histogram samples. If the signal level at the ADC is to low (< -12.0), adjust the setting of the IFD attenuator with an "att auto" 

command. Use the "fgain" command to adjust the channel filter gain to the appropriate value. 

 

114 WARNING, "CHAN | DATA IS CLIPPED” 

 Cause: The channel's data is clipped. 

 Description: This event notice is issued when a channel's data has an excessive number of samples at the upper and lower peak 

values. This indicates that the data may be clipped, which can degrade the quality of the recorded data. 

 Action: Examine the channel's histogram display to verify the condition. Use the "fgain" command to adjust the channel filter 

gain to the appropriate value. 
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 115 WARNING, "CHAN | DATA PEAK IS LOW" 

 Cause: The peak value of the channel's data is low. 

 Description: This event notice is issued when the peak value of a channel's data is too low. This indicates that the data is not 

making use of all of the sample bits available, which can degrade the quality of the recorded data. 

 Action: Examine the channels histogram display to verify the condition. Use the "fgain" command to adjust the channel filter 

gain to the appropriate value. 

   

122 WARNING, "| ERROR: |""   

Cause: Errors were reported by the RSP flags monitor 

 Description: The RSP monitors CIC filters, PPS synchronization, input signal hardware, and various clock presence and 

synchronization.  When one of these is in error, it will specify which and report as en event 

 Action: For CIC errors, check the ADC and channel histograms for clipping and re-issue the ATT or FGAIN directives.  For 

all other RSP flags errors, the experiment(s) may need to be restarted.   If the problem persists, call maintenance personnel.  

 

123 WARNING, "IFD FLAGS ERROR: |" 

 Cause: Errors were reported by the RSP or the IFD. 

 Description: The DPC monitors several flags on the IFD related to voltage ranges, temperature ranges, fuses and PPS 

synchronization. When any of these are out of range, the event is generated 

 Action: If PPS is out of sync, restarting the experiment may fix the problem.  If the PPS problem persists, or any other flags  

occur, call maintenance personnel to investigate and repair the IFD 

   

137 WARNING, "CHAN | IF FREQ | IS OUTSIDE |-| MHz RANGE" 

 Cause: The desired IF band frequency is outside the allowable range.  

 Description: The WVSR computes the RF frequencies of each channel from the frequency predicts, predicts frequency offset 

and channel frequency offsets. These frequencies are converted to IF band by subtracting the appropriate LO values. If the resulting IF 

band frequencies are out of range an event notice is issued. 
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 Action: The desired signal is outside of the WVSR's IF passband. The only way to resolve this problem is to adjust the RF to 

IF downconverter frequency. 

  

138 WARNING, "CHAN | BASEBAND FREQ | IS OUTSIDE +/- 60 MHz RANGE" 

 Cause: The desired base band frequency is outside the allowable range.  

 Description: The WVSR computes the RF frequencies of each channel from the frequency predicts, predicts frequency offset 

and channel frequency offsets. These frequencies are converted to base band by subtracting the appropriate LO values. If the resulting 

base band frequencies are out of range an event notice is issued. 

 Action: Use the "ddclo auto" command to re-center the desired channel base band frequencies in the +/- 60 MHz base band 

window. If error persists use the "sfro" command to adjust the channel frequency offsets to within the +/- 60 MHz base band window.  

 

139 WARNING, "ERROR OPENING FILE |" 

 Cause: Failed to open files opened for monitor data.  

 Description: The WVSR uses files to store monitor data and send it to the client upon request.  If the file fails to open, the 

monitor data software will fail.  This should not happen under normal operational scenarios. 

 Action: Restart the client and see if the problem persists.  Next try an experiment reload or reboot the WVSR.  

 

140 WARNING, "CHAN | RESID FREQUENCY | Hz IS HIGH" 

 Cause: The channel's detected signal residual frequency is high. 

 Description: This event notice is issued when a signal is detected in a channel's data and the residual frequency of that signal is 

too high. This indicates that the signal is nearing the edge of the channel's usable frequency band, which can degrade the quality of the 

recorded data. 

 Action: Examine the channels fft display to verify the condition. Use the "fro" command to add a frequency offset to the 

frequency predicts (this will affect all channels) or use the SFRO directive to re-center a specific channel. 
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144 WARNING, "CHAN | FAILED TO SAVE FFT RECORD |" 

 Cause: Unrecoverable error writing fft data to disk. 

 Description: When the WVSR is running but not recording it writes channel data records to a temporary file which is used by 

the WVSR's data monitor process. This temporary file is on the same custom file system used for recording data. This event will be 

reported if an attempt at writing a data record to the temporary file fails. 

 Action: Correct the underlying disk problem. 

  

145 WARNING, "DISK FULL IN | AT CURRENT RECORD RATE" 

 Cause: The available disk space will be used up in less than or equal to the time specified by DISK_FULL_WARN_TIME. 

 Description: While recording, the server calculates the projected time that the available disk space will get used up. When this 

time is less than or equal to the user defined SETP parameter DISK_FULL_WARN_TIME, the server issues this event message once 

every monitor data interval update (5 seconds) until the disk is empty. . 

 Action: Make sure the available disk space doesn't get down to 0.00%. 

  

146 WARNING, "IFS INPUT IS |  POLARIZATION IS | , NOT |"  

 Cause: The IF switch reported that the desired input could not be found. 

 Description: In response to an "ifs" command the WVSR sends commands to the IFS in order to have its IF signal set to the 

desired source. If the IFS reports that the desired input is not found the WVSR issues this event notice. 

 Action: No action required. The WVSR will attempt to select an alternate input. 

  

149 WARNING, "|"  

 Cause: A problem has occurred during WVSR startup. 

 Description: The WVSR initializes the IFD and RSPsystems. This event notice is issued if any problems are detected during 

this process. 

 Action: Consult the DPC log for further information on the cause of the problem. 
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201 DEVIATION, "|"  

 Cause: The current time is either before or after the range of times present in the specified predicts.  

 Description: While running, the WVSR searches the predicts for current data points each second. One parameter used in the 

search is the current time. If the current time is before the timetag of the first data point in the predicts then the first data point is used. 

If the current time is after the timetag of the last data point in the predicts then the last point is used. In either case, an event notice is 

issued to notify the operator that the predicts are being extrapolated from either the first or last data point. The times are in days and 

hours, or hours and minutes, or minutes and seconds and are sent every ~40 seconds. 

 Action: If the amount of extrapolation is small (less than about 10 minutes) then the event notice can be ignored. If the 

extrapolation time is unexpectedly large then the operator should obtain a new set of predicts files which contains data points for the 

current time.  

  

202 DEVIATION, "PREDICTS TIME SHIFTED | SECONDS" 

 Cause: The WVSR is configured to time shift the frequency predicts. 

 Description: The WVSR is capable of time shifting frequency predicts. This allows the WVSR to use old frequency predicts 

files for running system tests. When the WVSR is configured to time shift the frequency predicts it issues an event notice. 

 Action: If time shifting is not desired use the 'pred' command to reload the frequency predicts without a time shift. 

   

204 DEVIATION, "SELECTED IFS IF_SOURCE | != PRDX IF_SOURCE |" 

 Cause: This event notice is issued in response to an "ifs" command if the specified if_source is not the same as the if_source 

derived from predicts information. 

 Description: Normally an 'ifs auto' command is used to automatically select the if_source specified by the predicts dss id and 

downlink band. If the 'ifs' command is used to select a different if_source this event will be issued. 

 Action: If the "ifs" command was issued in error issue an "ifs auto" command to select the if_source specified by the predicts. 
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301 PROGRESS, "|" 

 Cause: This progress advisory event notice is issued whenever the WVSR needs to issue multiple responses to a command. 

 Description: Some of the WVSR commands require more than one line of text in the command response. This event notice is 

used to allow the multiple line response. 

 Action: No action required. 

 

302 PROGRESS, " |" 

 Cause: This event notice is issued as part of the WVSR's 'ifs' command processing. 

 Description: In response to an 'ifs' command the WVSR sends commands to the IF switch in order to have its IF signal set to 

the desired source. When the IFS acknowledges the command the WVSR issues this event notice displaying the new settings of the 

IFS. 

 Action: No action required. 

4.1.1 Log-Only 

Any events that have been disabled still go to the log.  The WVSR monitor data from fft processing (whether or not the 
plots are enabled) go to the log file with the content and order specified in Table 4-1. 
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Table 4-1 Monitor Data from FFT Processing in Log File 

Log day & time physical chan: chan_id, measure 
time 

Sig 
Detect 

Pc/N0 Meas Freq Meas 
Foff 

FRO SFRO 

01/100 22:45:50 rsp1:dsp1:1[1]: 1N1,  22:45:49 1 59.50 8406749625.48 976.56 5.20 10.00 

01/100 22:45:51 rsp1:dsp1:2[1]: 1N2,  22:45:49 1 65.78 8406749555.24 906.25 5.20 20.00 

01/100 22:45:51 rsp1:dsp1:3[1]: 2N1,  22:45:49 1 65.78 8406749555.24 906.25 5.20 30.00 

 

Sig Level Noise Level Bandwidth Sec int Num Pts Num Zero Fill Num 
Avg 

Hanning 
Used 

-30.79 -63.35 1000 0.0102 1024 4096 10 1 

-29.34 -64.09 8 1.2800 1024 4096 10 1 

-29.34 -64.09 8 1.2800 1024 4096 10 1 

4.1.2 Recovered 

None. 

4.2 Prompts 

None. 

4.3 Other Messages 

None. 
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 SECTION 5

REPORTS 

The WVSR does not produce any reports. 
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 SECTION 6

OPERATIONAL SCENARIOS 

6.1 Normal Interactive Operations 

This section describes the behavior of WVSR under nominal conditions.  It attempts to provide a tutorial on the use of 
equipment.  It focuses on the actions that need to be taken by an operator of the client software, whether through the 
NMC or remotely.   

The WVSR has one mode of normal operation, which can be perturbed by any number of clients working in harmony on 
the same experiment.  As discussed in Section 1, the WVSR supports two ways of communicating with the receiver, 
through a text line or by using the Python-based or Web-based NMC Graphical User Interfaces (GUIs) 

The descriptions below will cover the remote client interfaces, which should be sufficient for the Python NMC also, except 
for the link assignment details, which are the responsibility of the complex supervisor.   The operator will be called an 
experimenter.  The values in parenthesis are sample entries 

6.1.1 Initiation and Use of Text Mode 

Prior to an experiment the WVSR is waiting for an allocation request from a client and the application software is not 
running.  Following is an example of a text mode run. 

The experimenter first should find which WVSRs can be used by listing the available receivers at the appropriate complex: 

SCAN 

The response will be a list of the receivers implemented and the experiments active on each IF input: 

 gdscc.fltops.jpl.nasa.gov 

 10 WVSR1A   is “<exp_id>”  

10 WVSR1B   is available 

The experimenter connects to one receiver per window for each band and DSS front end desired. 

TCONNECT <name phone> <complex #> <spc_id> <wvsr_id> (user1 818-555-5252 10 wvsr2) 
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The prompt will show the receiver that‟s been connected and is ready to accept directives.  The software has been loaded 
and is in the IDLE state, no inputs or channels have been allocated to an experiment. 

EXPID <exp_name> (exp1) 

 

PRED <dlf file path and name>  (/support_data_input/rmt_prdx) 

This file name is arbitrary but the software uses the information within the file to set the dss id, spacecraft id, pass 
number, and band to (configure the IF Switch and the local oscillator).  These values can be used when directed to 
automatically. 

 

IFS <dss>_<band>_<polarization> 

 

ATT AUTO 

 

CHAN <chan_id> <bw> <bits> (1N1 50k 8) 

The creation of a channel with put the WVSR into the „RUN‟ state 

 

DDCLO AUTO        

Responses will appear in the text window as well as progress advisories, warnings, and critical alarms.  To check the 
value of any configuration items, type the commands with no arguments. 

 

IFS 

The current value of the parameter will be returned. 
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The nominal configuration is one way, using X-prdx, no channels configured, no ddclo‟s set, last IFS and ATT settings, 
recording of all channels off, and no frequency offsets. 

Following are the four commands that are likely to be used to control data recording and to align the receiver with the 
down link from the spacecraft during the running of an experiment.  The commands can be entered at the appropriate 
times or with absolute times, or with relative times prepended as arguments to the SCRPT directive.  Commands can also 
have been placed in one or more scripts to be loaded with the SCRPT command. 

 

REC  <chan_id>  E   (1n1 e) 

Recording with any channel will put the WVSR into the „RECORD‟ state 

REC  <chan_id>  D 

The default data file name will contain the host name, the experiment ID, the channel ID, the receiver number and the day 
of year and time of channel creation. (wvsr2_exp1_1N1.11_087_123456) 

 

FRO  <frequency Hz.>  [<way>]  (255 2) 

The frequency offset will be added to the current or requested predict. 

 

WAY <1|2|3> [<uplink dss id>]  (2) 

Any number of record enable and disable pairs for each channel can be entered and the data will be written to the 
appropriate file.  However, to ensure different names for each recorded span the experimenter must re-verify by entering 
the sequence: 

 

CHAN all d 

CHAN <chan_id> <bw> <bits> (1N1 50k 8) 

 

New files will be opened with new times as part of the names. 
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To end the experiment, simply: 

QUIT 

This will end the running of the application and disconnect the text client. 

6.1.2 Initiation and Use of GUI Mode 

The WVSR is listening for connection requests and the experimenter should ascertain which WVSR is available to run an 
experiment or is running one that may be observed.  Again, one window is needed for each connection, whether to an 
existing experiment or a new one.  The following example will use a WVSR at CDSCC: 

1. Remote Client: SCAN 

NMC: Add the WVSR to a connection. 

Remote Client: The response will be the list of receivers at all SPCs and what experiments, if any, are active. 

NMC: The WVSR will appear in the list for the connection it was added to 

2. Remote Client: gconnect jim 555-5252 40 wvsr2 

NMC: W1 D CNF 

Remote Python Client: text client (tclient) will appear. Soon after, the main Python CNF display will pop up and attach to 
the bottom of the tclient.  The interface has monitor data and many buttons which are active and labeled, depending on 
the state of the assembly, as well as an area for event notices and text commands, which is scrollable.  Activation of 
command buttons and any entry of parameters cause the command to be entered in this area.  The arrows on the 
keyboard will access previous entries for editing and reentry. 

Python NMC Client: A stand-alone Python CNF display will pop up.  Event notices will appear in the NMC connection 
window. 

NMC CSD Client: The operator will: 

1. Open NMC Connection Chooser Display (CCD) by double-clicking the CCD icons on the NMC workstation desktop. 

2. After the CCD loads, select a connection to monitor containing a WVSR subsystem. This action will automatically launch the 

NMC Connection Summary Display (CSD) 

3. View WVSR L1/L2 panels within CSD  

4. Within CSD, click on the bottom "Display launcher" minimized panel to expand it and select either the WVSR STS, WVSR 

CNF, or WVSR PLOT display icons to launch the L3 displays. 

 

To run an experiment, first select a script by clicking 
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1. “Select Script” on the Python CNF, “Load Script” on the NCS CNF, or type SCRPT and entering the appropriate path 
and file name. 

Then click (or type) any of the following if needed: 

      FRO  < #> 

      WAY   < # > 

      Quit 

etc., at appropriate times. 

The SCRPT command, with path and file name, can also be entered at any time in the text area, or selected from the 
script list. 

The main advantage of using the GUI Client interface is the display of WVSR monitor data and spectrum plots, which are 
enabled or disabled with the Graphics buttons.  The attributes of the FFT plots can be changed with appropriate 
commands.  These changes affect all clients.  The default values are: 

 FFTNP  1024 

 FFTNA  10 

 FFTTI  10 

 FFTZF  4 

 FFTHW  E 

6.2 Scripted Operations 

An entire experiment can be run from a script file which can be started from the NMC or any remote client interface.  The 
script file would contain all the appropriate times, commands and parameters.  The untimed directives will happen in 
sequence after the previous time.  The relative times refer to the previous directive.  The times can be entered in the 
following forms: 

 YY/DDD hh:mm:ss.ss  

 DDD hh:mm 

 hh:mm 

 +10.5m 

 +1h30s 

 +90 
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Absolute times require at least hh:mm, relative times must have no spaces and the default measure is seconds.  Timed 
directives can also be entered while connected.  In a script, time stamps must be placed in ascending order. 

6.3 Hardware Diagnostics 

Due to the WVSR Hardware mostly consisting of general purpose equipment (with the exception of the IFD), there is no 
explicit diagnostic software.  Running the WVSR in an operational mode and checking for event messages is the only way 
to get hardware status, including the IFD.  An exception to this is the RAID array on the DPC used for data storage.  Disk 
status can be determined by looking at the lights on the front of the DPC Sunfire. 

6.3.1 Local File Management 

Management of local files, e.g. deletion of old log, predict, or data files, is automatically done via cron job.  Data files are 
purged at 00:00 after one week, log and temp files after 21 days and predicts and scripts are done per the purge day in 
their filenames. 
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 SECTION 7

TROUBLESHOOTING 

7.1 On-Line Help 

On-line help is available from the WVSR SOM provided the SOM is installed in pdf format and xpdf is installed where the 
client is being run. 

7.2 Off-Line Help 

This document has been prepared to be consistent with the requirements and standards set forth in the following 
documents.  These documents may be consulted for further information about WVSR. 

820-062   DSMS Terms and Abbreviations 

813-1    DSN Engineering Documentation standards and Guidelines 

820-016   Network Monitor & Control Subsystem (NMC) and Full Spectrum Processing 
Subsystem (FSP)/VLBI Science 

0368-NMC-WVSR   Interface Specification 

820-019, DFL-1-7  DSN Functional Address and Transport Standard 

820-019, MON-1  Monitor and Control Services Standard 

820-019, MON-2  DSN Monitor and Control Standard Practices 

820-019, MON-7  Uniform Display Service Standard 

831-12  Network control Project (NCP), Functional Design Document 

UG-DSI-5605-OP  UDS User’s Guide 

7.3 Diagnostics 

Diagnostics information is imbedded in event notices.  See sec. 6.3 for automatic diagnostic program instructions.  Other 
stand-alone 



837-060, Rev. B 

 7-2  TROUBLESHOOTING 

U.S. Export Regulations controlled; refer to the title page for specifics. 

 

 diagnostic tools, if available, are described in the WVSR Operations Maintenance Manual. 

7.4 Recovery Procedures/Maintenance 

This portion describes different actions that can be taken in response to a software or hardware failure in the WVSR 
subsystem.  The recovery actions are discussed in the order of increased severity of the problem. 

7.4.1 WVSR Software Failure 

7.4.1.1 Recovery Via UNIX Reboot 

Operator needs to remote login using ssh into a WVSR and issue a "reboot" to restart the system.  Operator is required to 
have root privilege.  Note that the <STOP>-A keyboard interrupt is not available on console-less, keyboard-less WVSR. 

7.4.1.2 Recovery Via Power Cycling of Workstation 

Use as the last resort on the WVSR workstation.  Remember this effects all WVSR experiments in the rack.  

7.4.2 WVSR Hardware Failure 

7.4.2.1 Recovery Via VME Controller Reset 

If problem is detected with the communication or controlling of RSP hardware, a manual reset of RSP controller may help. 
Remember this effects all WVSR experiments in the rack. 

7.4.2.2 Recovery via Taking Unit Off-line for Maintenance 

If indicators on the APE board indicate failure, arrange for maintenance service.   

7.4.2.3 Recovery Via UNIX Boot 

Operator needs to open a Unix window and issue a "reboot" to restart the system. Operator is required to have root 
privilege.  

7.4.2.4 Recovery Via Power Cycling of SUN Workstation 

Use only as the last resort. 
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7.4.3 IF Switch Failure 

Recovery from a failure in the IF Switch requires the use of local controls, a power reset, or maintenance support in board 
replacement. 

7.4.4 Failure in Connection to MDS 

Check if the MDS servers are active.  If not, ask the NMC personnel to activate the MDS servers. 

7.4.5 Playback Failure  

If dor#.nocc personnel find that the playback had stopped because of network outage; 

 Copy the info file on the WVSR to one with a different time at end; 

 Delete the lines that correspond to scans and files that have already been sent; 

 >cd  /wvsr/dor 

 >/notfy_client /wvsr/log/<info_filename>  . 

To append to a partial file use vdr_io on dor# in /home/ceg/wvsr/client/bin . 
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 SECTION 8

TOOLS AND UTILITIES 

The WVSR has several data file utilities on the WVSR server, described in 2.2.1, that are accessed from a UNIX window: 

 vdr_dump prints a data file in ascii text format 

 vdr_io  streams data files 

The GUI text window is outfitted with “readline”, i.e., the arrows work to retrieve and edit (with backspace key) previous 
directives in put by type in or by button activation.  A tab input will complete a started directive name as far as possible, a 
double tab will list all directive names and a double tab after set will list all settable configuration names.  Entering a 
directive without a parameter will complete with the current setting. 
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 APPENDIX A

ACRONYMS AND ABBREVIATIONS 

ADC  Analog to Digital Converter 

APE  ATCA Processor Engine (board) 

API  Application Programmers Interface 

ATCA   Advanced Telecommunications Architecture (Chassis) 

BLS  Block Level SAN/Blue Light Special (Recording device) 

CSD  Connection Summary Displays 

DDC  Digital downconversion 

DLF  Downlink Frequency (type of predicts) 

DPC  Data Processor and Controller (computer) 

DSN  Deep Space Network 

DSS  Deep Space Station 

FSP  Full Spectrum Processing Subsystem 

FTP  File Transfer Protocol 

FTS  Frequency and Timing Subsystem 

GDSCC Goldstone Deep Space Communications Complex 

GUI  Graphical User Interface 

Hz  hertz 

IF  Intermediate Frequency 

IFD  IF Digitizer 

MDS  Monitor Data Service 

MHz  megahertz 

NMC   Network Monitor and Control Subsystem 
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OD  operator directive 

Pc/No  Signal power-to-noise spectral-density ratio 

PTS  Precision Telemetry Simulator 

RAID  Redundant Array of Inexpensive Disks 

RSP   Real time Signal Processor 

SAN  Storage Area Network 

SCP  Secure Copy 

SOM  Software Operator‟s Manual 

SPS  Service Preparation Subsystem 

UDS  Uniform Display Service 

VLBI  Very Long Baseline Interferometry 

VSM  VSR Sampler Module 

VSR  VLBI Science Receiver 

WVSR Wideband VLBI Science Receiver
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 APPENDIX B

DEFAULT PARAMETERS (MISSION-DEPENDENT) 

Not applicable. 
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 APPENDIX C

TUTORIALS AND TECHNICAL INFORMATION 

Not applicable 
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DISTRIBUTION 

Contact the document owner regarding additions, deletions, or changes to this list. Additional copies of this document may 
be obtained by telephoning the DSN Library at 626-305-6358, or the EDS order desk at 818-354-6222. 

 

 

  

Hard-Copy Distribution 

DSN Library 1400-700 

  

Electronic Notification 

Berner, Jeff B. jeff.b.berner@jpl.nasa.gov 

Luvalle, John johm.luvalle@jpl.nasa.gov 

Finely, Sue susan.p.finley@jpl.nasa.gov 

Guerrero, Ana Maria anamaria.guerrero@jpl.nasa.gov 

Rogstad, Stephen stephen.p.rogstad@jpl.nasa.gov 

White, Leslie leslie.white@jpl.nasa.gov 

DSN Overseas Personnel 

CDSCC Documentation cdscc-documentation@cdscc.nasa.gov 

MDSCC Documentation mdscc-documentation@mdscc.nasa.gov 
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